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ABSTRACT
Proftest SYKE carried out the proficiency test for the determination of alkalinity, pH, nutrients, and
conductivity in natural waters in February 2016. In total, 32 laboratories participated in the
proficiency test.
Either the calculated concentration, the robust mean or the mean of the results reported by the
participants was chosen to be the assigned value for the measurand. The performance of the
participants was evaluated by using z scores. In this proficiency test 88 % of the results were
satisfactory when in the pH determination 0.2 pH unit and in other determinations the deviation
between 5–15 % from the assigned value was accepted.
Warm thanks to all the participants of this proficiency test!
Keywords: water analysis, alkalinity, nutrients, pH, conductivity, water and environmental
laboratories, proficiency test, interlaboratory comparisons, Proftest
TIIVISTELMÄ
Proftest SYKE järjesti luonnonvesiä analysoiville laboratorioille pätevyyskokeen helmikuussa 2016.
Pätevyyskokeessa määritettiin alkaliniteetti, pH, ravinteet ja sähkönjohtavuus luonnonvesistä.
Pätevyyskokeeseen osallistui yhteensä 32 laboratoriota.
Mittaussuureen vertailuarvona käytettiin teoreettista (laskennallista) pitoisuutta, osallistujien
tulosten robustia keskiarvoa tai keskiarvoa. Tulosten arviointi tehtiin z-arvon perusteella, jolloin pH-
määrityksessä sallittiin 0,2 pH-yksikön ja muissa määrityksissä 5–15 %:n poikkeama vertailu-
arvosta. Koko aineistossa hyväksyttäviä tuloksia oli 88 %.
Kiitos pätevyyskokeen osallistujille!
Avainsanat: vesianalyysi, alkaliniteetti, NNH4, NNO3+NO2, Ntot, PPO4, Ptot, pH, sähkönjohtavuus, vesi-
ja ympäristölaboratoriot, pätevyyskoe, laboratorioiden välinen vertailumittaus, Proftest
SAMMANDRAG
Under februari 2016 genomförde Proftest SYKE en provningsjämförelse, som omfattade
bestämningen av alkalinitet, näringsämnen, pH och ledningsförmåga i naturvatten. Proven sändes ut
till 32 laboratorier.
Som referensvärde av analytens koncentration användes det teoretiska värdet eller (robust)
medelvärdet av deltagarnas resultat. Resultaten värderades med hjälp av z-värden. I jämförelsen var
88 % av alla resultaten tillfredsställande, när 2,5–15 % totalavvikelsen från referensvärdet
accepterades.
Ett varmt tack till alla deltagarna i testet!
Nyckelord: vattenanalyser, alkalinitet, näringsämnen, pH, ledningsförmåga, provningsjämförelse,
vatten- och miljölaboratorier, Proftest
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1 Introduction
Proftest SYKE carried out the proficiency test (PT, NW 03/2016) for analysis of alkalinity,
conductivity, NNH4, NNO3+NO2, Ntot, PPO4, Ptot, PPO4-dissolved, Ptot-dissolved, and pH in natural waters in
February 2016. In the PT the results of Finnish laboratories providing environmental data for
Finnish environmental authorities were evaluated. Additionally, other water and environmental
laboratories were welcomed in the proficiency test.
Finnish Environment Institute (SYKE) is appointed National Reference Laboratory in the
environmental sector in Finland. The duties of the reference laboratory include providing
interlaboratory proficiency tests and other comparisons for analytical laboratories and other
producers of environmental information. This proficiency test has been carried out under the
scope of the SYKE reference laboratory and it provides an external quality evaluation between
laboratory results, and mutual comparability of analytical reliability. The proficiency test was
carried out in accordance with the international guidelines ISO/IEC 17043 [1], ISO 13528 [2]
and IUPAC Technical report [3]. The Proftest SYKE has been accredited by the Finnish
Accreditation Service as a proficiency testing provider (PT01, ISO/IEC 17043,
https://www.finas.fi/Documents/PT01_M08_2016.pdf). The organizing of this proficiency test
is included in the accreditation scope of the Proftest SYKE.
2 Organizing the proficiency test
2.1 Responsibilities
Organizing laboratory:
Proftest SYKE, Finnish Environment Institute (SYKE), Laboratory Centre
Hakuninmaantie 6, FI-00430 Helsinki, Finland
Phone: +358 295 251 000, Fax. +358 9 448 320
e-mail: proftest@environment.fi
The responsibilities in organizing the proficiency test were as follows:
Mirja Leivuori coordinator
Riitta Koivikko substitute for coordinator
Keijo Tervonen technical assistance
Markku Ilmakunnas technical assistance
Sari Lanteri technical assistance
Ritva Väisänen technical assistance
Teemu Näykki analytical expert
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2.2 Participants
In total 32 laboratories participated in this proficiency test (Appendix 1), 25 from Finland, four
from other European countries and three participants from Kyrgyz Republic. Altogether 81 %
of the participating laboratories used accredited analytical methods at least for some of the
measurements. About 80 % of the Finnish participants provide data for the use of the Finnish
environmental authorities. For this proficiency test, the organizing laboratory
(T003, https://www.finas.fi/Documents/T003_M34_2016.pdf) has the code 6 (SYKE, Oulu) in
the result tables.
2.3 Samples and delivery
Three types of samples were delivered to the participants; synthetic, lake and brackish water
samples for analysis of alkalinity, conductivity, NNH4,  NNO3+NO2,  Ntot,  PPO4,  Ptot,  PPO4-dissolved,
Ptot-dissolved, and pH.
When  preparing  the  samples,  the  purity  of  the  used  sample  vessels  was  controlled.  The
randomly chosen sample vessels were filled with deionized water and the purity was controlled
after three days by analyzing PPO4, NNH4 and conductivity. According to the test results all used
vessels fulfilled the purity requirements.
The synthetic samples A1A, A1N and A1P were mainly prepared by diluting from standard
solutions.  The  synthetic  samples  for  ammonium  nitrogen  (NNH4), nitrate+nitrite nitrogen
(NNO2+NO3), total nitrogen (Ntot), phosphate phosphorus (PPO4) and total phosphorus (Ptot)
analysis were prepared from the NIST traceable standard solutions (Merck CertiPUR®). The
brackish water was collected offshore Helsinki, and the lake water sample was collected from
the Lake Lohjanjärvi, South Finland. The sample preparation is described in details in the
Appendix 2.
The samples were delivered to the participants on 16 February 2016. The samples arrived to the
participants mainly on the following day.
The samples were requested to be measured as follows:
alkalinity 18.2.2016
pH, conductivity 18.2.2016
NNH4, NNO2+NO3, PPO4, PPO4-dissolved 18.2.2016
Ntot, Ptot, Ptot-dissolved  latest on 29.2.2016
The results were requested to be reported latest on 1 March 2016. All the participants delivered
the results on time. The preliminary results were delivered to the participants via email on 4
March 2016.
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2.4 Homogeneity and stability studies
The homogeneity  of  the  samples  was  tested  by  analyzing  alkalinity,  NNH4,  Ntot,  Ptot,, and pH.
More detailed information of homogeneity studies is shown in Appendix 3. According to the
homogeneity test results, all samples were considered homogenous.
The  stability  of  the  samples  was  tested  by  measuring  pH,  NNH4,  and  PPO4 from the samples
stored at the room temperature for one day. The measurement values were checked against the
results  of  the  samples  stored  at  4  °C  (Appendix  4).  According  to  the  test  samples  were
considered mainly as stable. The exception to this was PPO4, for which was noticed decreased
concentration if the temperature of sample B2P increased.
The temperature control sample was placed into the sample package and the temperature was
requested to be measured immediately after opening the package. The temperature of control
sample was mainly ≤ 11 °C, while for participants 14 and 30 it was at the highest 14.7 °C.
Additionally, for two participants a temperature logger was placed into the sample packages.
The loggers were returned to the provider and data was evaluated. From the temperature
logger data it was noticed that it is crucial to measure the temperature of the control sample
rather soon after the sample package has arrived, especially when the package is not stored
in refrigerator after the arrival. The warming up of the samples was taken into account when
evaluating the results.
2.5 Feedback from the proficiency test
The feedback from the proficiency test is shown in Appendix 5. The comments from the
participants mainly dealt with sample delivery. The comments from the provider are mainly
focused to the lacking conversancy to the given information with the samples. Proftest SYKE is
currently updating the electronic interface for customer service. All the feedback is valuable
and is exploited when improving the activities.
2.6 Processing the data
2.6.1 Pretesting the data
The normality of the data was tested by the Kolmogorov-Smirnov test. The outliers were
rejected according to the Grubbs or Hampel test before calculating the mean. The results which
differed  more  than  50  % or  5  times  from the  robust  mean were  rejected  before  the  statistical
results  handling.  If  the  result  has  been  reported  as  below  detection  limit,  it  has  not  been
included in the statistical calculations.
More information about the statistical handling of the data is available from the Guide for
participant [4].
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2.6.2 Assigned values
The assigned values and their uncertainties are presented in Appendix 6. The NIST traceable
calculated concentrations were used as the assigned values for measurements of NNO2+NO3, Ntot,
PPO4 and  Ptot in the synthetic samples. For the calculated assigned values the expanded
measurement uncertainty (k=2) was estimated using standard uncertainties associated with
individual operations involved in the preparation of the sample. The main individual source of
the uncertainty was the uncertainty of the concentration in the stock solution.
For  the  other  samples  and  measurements  the  robust  means  or  mean  (PPO4-diss)  of  the  results
reported by the participants were used as the assigned value. The uncertainty of the assigned
value was calculated using the robust standard deviation or standard deviation of the reported
results  [2,  4].  The  assigned  values  based  on  the  robust  mean  or  mean  are  not  metrologically
traceable values. As it was not possible to have metrologically traceable assigned values, the
best available values were selected to be used as the assigned values. The reliability of the
assigned value was statistically tested [2, 3]. After reporting the preliminary results no changes
have been done for the assigned values.
The uncertainty of the calculated assigned values was less or equal than 1 %. When using the
robust mean or mean of the participant results as the assigned value, the uncertainties of the
assigned values varied between 0.4 % and 6.4 % (Appendix 6).
2.6.3 Standard deviation for proficiency assessment and z score
The target value for the standard deviation for proficiency assessment was estimated on the
basis of the measurand concentration, the results of homogeneity and stability tests, the
uncertainty of the assigned value, and the long-term variation in the former proficiency tests.
The standard deviation for proficiency assessment (2×spt at the 95 % confidence level) was set
for pH to 0.2 pH units and to 5–15 % for the other measurements. After reporting the
preliminary results no changes have been done for the standard deviations of the proficiency
assessment values.
When using the robust mean as the assigned value, the reliability was tested according to the
criterion upt / spt ≤ 0.3, where upt is the standard uncertainty of the assigned value (the expanded
uncertainty of the assigned value (Upt) divided by 2) and spt is the standard deviation for
proficiency assessment [3]. When testing the reliability of the assigned value the criterion was
mainly fulfilled and the assigned values were considered reliable. The reliability of the target
value of the standard deviation and the corresponding z score was estimated by comparing the
deviation for proficiency assessment (spt)  with  the  robust  standard  deviation  of  the  reported
results (srob) [3]. The criterion srob / spt < 1.2 was mainly fulfilled.
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In  the  following  cases,  the  criterion  for  the  reliability  of  the  assigned  value  and  for  the
reliability of the target value for the deviation was not met and, therefore, the evaluation of the




3 Results and conclusions
3.1 Results
The results and the performance of each participant are presented in Appendix 8 and the
summary of the results in Table 1. The reported results with their expanded uncertainties (k=2)
are presented in Appendix 9. The summary of the z scores is shown in Appendix 10 and
z scores in the ascending order in Appendix 11.
The robust standard deviations of the results varied from 0.8 to 10.7 % (Table 1).The robust
standard deviation was lower than 5 % for 44 % of the results and lower than 10 % for 93 % of
the results (Table 1). The robust standard deviations were approximately in the same range as




Total alkalinity was measured using titration with two or more end points by 12 participants.
Only 5 participants reported alkalinity results based on one end point titration (Appendix 12).
Three participants reported the use of other methods. These were internal titration method to
pH values 4.2 and 4.5 (by HCl or H2SO4) or carbonate alkalinity method (ISO 9963-2). There
were  no  statistically  significant  differences  between  potentiometric  titration  with  HCl  to  pH
values 4.2 and 4.5 (EN-ISO 9963-1) and the Gran alkalinity method. Based on visual
evaluation of the results the titration method to pH value 4.5 gave somewhat higher results than
the titration method to two end points and three participants out of four gained z score above 2
for the synthetic sample A1A (Appendices 11 and 12).
Conductivity
Conductivity was measured by 20 participants based on the standard method EN 27888 and one
informed to use other method (Appendix 12).
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Table 1. The summary of the results in the proficiency test NW 03/2016.
Measurand Sample Unit Assigned value Mean Rob. mean Median SD rob SD rob % 2 x spt % n (all) Acc z %
Alkalinity, tot A1A mmol/l 0.167 0.176 0.175 0.171 0.015 8.6 7.5 20 75
N3A mmol/l 0.519 0.518 0.519 0.515 0.017 3.4 7.5 22 91
Conductivity 25 A1J mS/m 7.49 7.48 7.49 7.47 0.14 1.8 5 25 88
B2H mS/m 949 949 949 948 13 1.4 5 23 91
N3H mS/m 11.0 11.0 11.0 11.0 0.1 1.3 5 23 91
N-NH4 A1N µg/l 18.1 19.3 19.3 19.4 1.5 7.6 15 26 77
B2N µg/l 76.6 75.6 76.6 75.9 4.8 6.2 15 24 88
N3N µg/l 54.7 54.7 54.7 54.0 4.4 8.0 15 25 92
N-NO2+NO3 A1N µg/l 226 222 224 225 11 4.8 10 26 85
B2N µg/l 190 189 190 192 9 4.9 10 25 84
N3N µg/l 420 420 420 423 20 4.7 10 25 92
Ntot A1N µg/l 342 333 333 334 11 3.4 10 22 91
B2N µg/l 520 515 520 512 32 6.2 10 24 88
N3N µg/l 853 850 853 855 33 3.9 10 21 100
pH A1H 6.54 6.53 6.54 6.54 0.05 0.8 3.1 28 100
B2H 7.97 7.96 7.97 7.96 0.07 0.9 2.5 27 100
N3H 7.49 7.49 7.49 7.46 0.09 1.2 2.7 25 96
P-PO4 A1P µg/l 7.62 7.40 7.32 7.30 0.62 8.5 10 22 68
B2P µg/l 17.7 17.7 17.7 17.9 1.2 7.0 15 22 95
N3P µg/l 19.0 18.9 19.0 19.2 2.0 10.7 15 21 86
P-PO4-diss B4P µg/l 17.4 17.4 17.4 17.5 1.2 7.0 15 17 100
N5P µg/l 16.7 16.7 17.3 16.9 1.7 9.7 15 16 75
Ptot A1P µg/l 7.62 7.88 7.87 7.89 0.65 8.3 10 23 68
B2P µg/l 24.9 25.1 24.9 25.1 2.3 9.1 15 24 83
N3P µg/l 30.8 30.8 30.8 30.2 1.7 5.6 10 22 91
Ptot-diss B4P µg/l 22.5 22.6 22.5 22.7 2.3 10.3 15 16 88
N5P µg/l 25.3 25.1 25.3 25.0 2.3 9.1 15 15 87
Rob. mean: the robust mean, SD rob: the robust standard deviation, SD rob %: the robust standard deviation as percent,
2×spt %:  the  total  standard  deviation  for  proficiency  assessment  at  the  95  % confidence  interval,  Acc  z  %:  the  results  (%),
where ïzï £ 2, n(all): the total number of the participants.
Ammonium nitrogen, NNH4
Most participants (36 %) determined ammonium nitrogen using the standard method SFS 3032
(manual indophenol blue spectrophotometric method) and 29 % of the participants used the
corresponding automatic standard method EN ISO 11732. Depending on the sample, two to
three participants used the spectrophotometric salicylate method modified for Aquachem
technique and 5–7 participants used some other method (Appendix 12). In the statistical
comparison between the methods no statistically significant differences were observed.
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Nitrite + nitrate nitrogen, NNO2+NO3
Nitrite+nitrate nitrogen was determined using several methods. In average ca. 67 % of the
participants used the standard method EN ISO 13395. The standard method 3030, the standard
method EN ISO 10304 and the sulfanilamide spectrophotometric method after hydrazine
reduction modified for Aquachem technique were used by 1 or 2 participants depending on the
sample (Appendix 12). Other methods were used by 4-7 participants depending on the sample.
In the statistical comparison between the methods no statistically significant differences were
observed.
Total nitrogen, Ntot
Most participants (70 %) determined total nitrogen according to the standard method
EN ISO 11905. Depending on the sample 6 to 7 participants used other methods. In the
statistical method comparison no significant differences were observed between the methods.
pH
Approximately 45 % of the participants measured pH using universal electrode or an electrode
for low ionic waters. A specific other electrode was used by two or three participants depending
on the sample (Appendix 12). In the statistical method comparison no significant differences
were observed between the electrodes.
Phosphate phosphorus, PPO4
Approximately 45 % of the participants determined phosphate phosphorus using the standard
method EN ISO 15681 (Automatic (CFA, FIA) ammonium molybdate method). About 26 % of
the participants used the withdrawn Finnish standard method 3025. The ammonium molybdate
spectrophotometric method modified for Aquachem technique was used by 17 % of the
participants. Only one participant used the standard method EN ISO 6878 (manual
spectrophotometric method) and two participants some other method (Appendix 12). In the
statistical comparison between the methods the statistically significant differences between the
standard method EN ISO 15681 and the withdrawn Finnish standard method 3025 were
observed (Appendix 13). Basically, the withdrawn Finnish standard method 3025 gives
somewhat higher concentrations than the standard method EN ISO 15681 automatic (CFA,
FIA) ammonium molybdate method (Appendix 13).
Total phosphorus, Ptot
Approximately 39 % of the participants determined total phosphorus using the standard method
EN ISO 15681. The withdrawn standard method SFS 3026 was used by 28 % of the
participants. The manual standard method EN ISO 6878 was used by two or three participants
depending on the sample. Ammonium molybdate method modified for Aquachem technique
was used by three or four participants depending on the sample (Appendix 12). In the statistical
comparison between the methods no statistically significant differences were observed.
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Dissolved phosphorus compounds, PPO4-dissolved, Ptot-dissolved
The share of used analytical methods for dissolved phosphorus compounds were almost similar
than for the non-filtered samples (Appendix 12). In the statistical comparison between the
methods no statistically significant differences were observed.
3.3 Uncertainties of the results
At least ca. 50 % of the participants reported the expanded uncertainties (k=2) with at least
some of their results (Table 2, Appendix 14). The lower value of uncertainty for pH is probably
reported as an absolute value and not as required a relative value (Table 2). The range of the
reported uncertainties varied between the measurements and the sample types.
Several approaches were used for estimating of measurement uncertainty (Appendix 14). The
most used approach was based on using the internal quality control data in the estimation
(Appendix 14). Five participants used MUkit measurement uncertainty software for the
estimation of their uncertainties. The free software is available in the webpage:
www.syke.fi/envical/en. Generally, the used approach for estimating measurement uncertainty
did not make definite impact on the uncertainty estimates.
The national quality recommendations for data entered into water quality registers has been
published in Finland, in order to promote the enhancement of environmental measurements’
quality standards and traceability [6]. In these instructions there are recommendations for
measurement uncertainties for tested measurands in natural waters from 5 % to 15 %. In this
proficiency test some of participants had their measurement uncertainties within these limits,
while some did not achieve them. Nevertheless, harmonization of the uncertainties estimation
should be continued.
Table 2. The range of the expanded measurement uncertainties (k=2, Ui%)) reported by the
participants and recommendations for natural waters [6].
Measurand Synthetic, Ui% Brackish, Ui% Lake, Ui% Recommendation, U% [6]
Alkalinity, tot 5-56 5-19 10
Conductivity 0.6-10 0.6-7 2.4-10 5
N-NH4 10-71 6-25 6-30 15
N-NO2+NO3 5.2-20 5.2-20 5-20 15
Ntot 7-21 5-20 5-18 15
pH 0.12-5 0.12-5 2-5 0.2 pH unit
P-PO4 10-46 10-25 9-25 15
P-PO4-diss 10-23 10-23 15
Ptot 10-55 9-31 8-31 15
Ptot-diss 8-31 8-31 15
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4 Evaluation of the results
The evaluation of the participants was based on the z scores, which were calculated using the
assigned values and the standard deviation for performance assessment (Appendix 7). The
z scores were interpreted as follows:
In total, 88 % of the results were satisfactory when total deviation of 0.2 pH-units for pH and
for the others 5–15 % from the assigned values was accepted (Appendix 10). Altogether 81 %
of the participants used accredited analytical methods at least for a part of the measurements
and 91 % of those results were satisfactory.  The summary of the performance evaluation and
comparison to the previous performance is presented in Table 3. In the previous similar
proficiency test 2/2014 [5], the performance was satisfactory for 86 % of the all participants.
The  samples  mainly  passed  the  stability  test.  The  exception  to  this  was  PPO4,  for  which  a
decreased concentration was noticed if the temperature of sample B2P increased. However, in
the  PPO4 data no deviating results were noticed due to the sample warming during the
transportation.
Table 3. Summary of the performance evaluation in the proficiency test NW 03/16.
Measurand 2 × spt,%
Satisfactory
 results, % Assessment
Alkalinity, tot 7.5 83 In the PT NW 02/14 95 % of the Alkalinity-1 and 69 % of the
Alkalinity-2 results were satisfactory [5].
Conductivity
25
5 90 Good performance. In the PT NW 02/14 88 % of the results and in
the PT NW 02/15 84 % of the results were satisfactory [5, 7].
N-NH4 15 85 In the PT NW 02/14 84 % of the results and in the PT NW 02/15
89 % of the results were satisfactory [5, 7].
N-NO2+NO3 10 87 In the PT NW 02/14 87 % of the results and in the PT NW 02/15
97 % of the results were satisfactory [5, 7].
Ntot 10 93 Good performance. In the PT NW 02/14 90 % of the results and in
the PT NW 02/15 97 % of the results were satisfactory [5, 7].
pH 2.5–2.7 99 Great performance. In the PT NW 02/14 the performance was
satisfactory for 94 % and in the PT NW 02/15 for 95 % of the results
[5, 7].
P-PO4 10-15 83 The evaluation for the sample N3P is only approximate due to
variability in the results. In the PTs NW 02/14 and NW 02/15 84 %
of the results were satisfactory [5, 7].
P-PO4-diss 15 88 In the PT NW 02/14 87 % of the results were satisfactory [5].
Ptot 10-15 81 In the PT NW 02/14 79 % of the results and in the PT NW 02/15
90 % of the results were satisfactory [5, 7].
Ptot-diss 15 87 The evaluation for the samples B4P and N5P is only approximate
due to variability in the results. In the PT NW 02/14 77 % of the
results were satisfactory [5].
Criteria Performance
| z | £ 2 Satisfactory
2 < | z | < 3 Questionable
| z | ³ 3 Unsatisfactory
16   Proftest SYKE NW 03/16
5 Summary
The Proftest SYKE carried out the proficiency test (PT) for analysis of alkalinity, conductivity,
NNH4, NNO3+NO2, Ntot, PPO4, Ptot, PPO4-diss, Ptot-diss, and pH in natural waters in February 2016. One
synthetic sample, one lake and one brackish water sample were distributed. In total, 32
participants participated in this PT.
Either the theoretical concentration, the robust mean or the mean of the results reported by the
participants  was  chosen  to  be  the  assigned  value  for  the  measurand.  The  uncertainty  for  the
assigned value was estimated at the 95 % confidence level and it was generally less or equal
than 1 % for the calculated assigned values and for assigned values based on the robust mean or
mean it was between 0.4 – 6.4 %.
The evaluation of the performance was based on the z scores, which were calculated using the
standard deviation for proficiency assessment at 95 % confidence level. In this proficiency test
88 % of the data was regarded to be satisfactory when the result was accepted to deviate from
the assigned value 0.2 pH unit in the pH determinations and 5 to 15 % in the other
determinations.
6 Summary in Finnish
Proftest SYKE järjesti luonnonvesiä analysoiville laboratorioille pätevyyskokeen helmikuussa
2016. Pätevyyskokeessa määritettiin alkaliniteetti, ravinteet ja sähkönjohtavuus synteettisistä
näytteistä, järvivedestä ja rannikkovedestä. Pätevyyskokeessa oli yhteensä 32 osallistujaa.
Mittaussuureen vertailuarvona käytettiin laskennallista pitoisuutta, osallistujien tulosten
robustia keskiarvoa tai keskiarvoa. Vertailuarvolle laskettiin mittausepävarmuus 95 %
luottamusvälillä. Vertailuarvon laajennettu epävarmuus oli alle tai yhtä suuri kuin 1 %
laskennallista pitoisuutta vertailuarvona käytettäessä ja muilla välillä 0,4 – 6,4 %.
Pätevyyden arviointi tehtiin z-arvon avulla ja tulosten sallittiin poiketa vertailuarvosta pH-
määrityksessä 0,2 pH-yksikköä ja muissa määrityksissä 5–15 %. Koko aineistossa
hyväksyttäviä tuloksia oli 88 %.
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: Participants in the proficiency testAPPENDIX 1
Country Institute
Estonia Estonian Marine Institute University of Tartu
Marine Ecology Lab of Marine Systems Institute
Finland Ahma Ympäristö Oy, Rovaniemi
Ahma ympäristö, Seinäjoki
BotniaLab Oy Vaasa
Eurofins Scientific Finland Oy Kokkolan yksikkö
HSY Käyttölaboratorio Pitkäkoski Helsinki
HY, Tvärminnen eläintieteellinen asema, Hanko
KCL Kymen Laboratorio Oy
Kokemäenjoen vesistön vesiensuojeluyhdistys ry, Tampere
Lounais-Suomen vesi- ja ympäristötukimus Oy, Turku
Länsi-Uudenmaan vesi ja ympäristö ry, Lohja
Metropolilab Oy
Nab Labs Oy / Ambiotica Jyväskylä
Neste Oil Oyj, Tutkimus ja kehitys/Vesilaboratorio, Kulloo
Novalab Oy
Oulun kaupungin elintarvike- ja ympäristölaboratorio Oy
Ramboll Finland Oy, Ramboll Analytics, Lahti
Saimaan Vesi- ja Ympäristötutkimus Oy, Lappeenranta
Savo-Karjalan Ympäristötutkimus Oy, Joensuu





Yara Suomi Oy, Uusikaupunki
ÅMHM laboratoriet, Jomala, Åland
Kyrgyz Republic SAEPF, Bishkek, Kyrgyz Republic
SAEPF, Issyk-Kul-Naryn, Cholpon-Ata City, Kyrgyz Republic
Surface water pollution control Unit (Lab), Agency on Hydrometeorology of the Ministry of Emergency
Situations of the Kyrgyz Republic
Sweden ACES, Stockholm University
Nyköpings kommun / Vattenlaboratoiret
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: Preparation of the samplesAPPENDIX 2
Measurand/Sample A1A N3A
Alkalinity, tot Initial concentration, mmol/l - - 0.52
Addition, mmol/l Na2CO3
0.17 - -
Assigned value, mmol/l 0.167 - 0.519
A1J B2H N3H
Conductivity 25 Initial concentration, mS/m - 934.5 10.6
Addition, mS/m KCl
5.95 - -
Assigned value, mS/m 7.49 949 11.0
A1N B2N N3N
NNH4 Initial concentration, µg/l - 21.8 2
Addition, µg/l NH4Cl
18.1 25.9 25.9
Assigned value, µg/l 18.1 76.6 54.7
A1N B2N N3N
NNO2+NO3 Initial concentration, µg/l - 20.3 392
Addition, µg/l NaNO3
226 113 -
Assigned value, µg/l 226 190 420
A1N B2N N3N













Assigned value, µg/l 342 520 853
A1H B2H N3H
pH Initial concentration, pH unit - 7.7 7.2




Assigned value, pH unit 6.54 7.97 7.49
A1P B2P N3P
PPO4 Initial concentration, mg/l - 8.3 15.4
Addition, mg/l KH2PO4
7.6 - -
Assigned value, mg/l 7.62 17.7 19.0
B3P N5P
PPO4-dissolved Initial concentration, mg/l - 11.6 13.2
Addition, mg/l - - -
Assigned value, mg/l - 17.4 16.7
A1P B2P N3P
Ptot Initial concentration, mg/l 24.4 33.0
Addition, mg/l KH2PO4
7.6 - -
Assigned value, mg/l 7.62 24.9 30.8
B3P N5P
Ptot-dissolved Initial concentration, mg/l - 18.3 25.2
Addition, mg/l - - -
Assigned value, mg/l - 22.5 25.3
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: Homogeneity of the samplesAPPENDIX 3
The homogeneity was checked for the selected samples (n = 7-9) and test items as duplicate
measurements.
Criteria for homogeneity:
 sa/spt<0.5 and ssam2<c, where
spt % = standard deviation for proficiency assessment
sa = analytical deviation, standard deviation of the results within sub samples
ssam = between-sample deviation, standard deviation of the results between sub samples
c = F1 × sall2 + F2 × sa2, where
 sall2 = (0.3 × spt)2,
F1 and F2 are constant of F distribution derived from the standard statistical tables for the tested





spt sa sa/spt sa/spt<0,5? ssam ssam2 c ssam2<c?
s 2<c?Alkalinity/N3A 0.51 3.75 0.02 0.0008 0.04 Yes 0.00 0.00 0.0001 Yes
NNH4/B2N 75.9 7.5 5.69 1.21 0.22 Yes 1.59 2.53 7.69 Yes
NNH4/N3N 51.6 7.5 3.87 0.51 0.13 Yes 0.83 0.68 3.04 Yes
Ntot/B2N 561 5 28.0 5.85 0.21 Yes 0.92 0.84 185 Yes
Ntot/N3N 808 5 40.4 4.42 0.11 Yes 5.33 28.5 320 Yes
pH/B2H 7.99 1.25 0.10 0.01 0.15 Yes 0.005 0.00003 0.002 Yes
pH/N3H 7.50 1.35 0.10 0.01 0.13 Yes 0.03 0.001 0.002 Yes
Ptot/B2P 23.2 7.5 1.74 0.58 0.33 Yes 0.32 0.11 0.97 Yes
Ptot/N3P 28.9 5 1.44 0.56 0.39 Yes 0.59 0.35 0.77 Yes
Conclusion: The criteria were fulfilled, and the samples could be regarded as homogenous.
APPENDIX 4 (1/1)
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: Stability of the samplesAPPENDIX 4
The samples were delivered 16 February 2016 and they arrived to the participants mainly on the
following day. The samples were requested to be analysed as follows:
Alkalinity, conductivity 25, NNH4, NNO3+NO2, pH, PPO4, PPO4-dissolved 18 February 2016
Ntot, Ptot, Ptot-dissolved latest on 29 February 2016
Stability of pH, NNH4 and PPO4 was tested by analyzing the samples stored at the temperatures 4 and 20 ºC.
Criterion for stability: D < 0.3 × spt, where
D = |the difference of results measured from the samples stored at the temperatures 4 °C and 20 °C|
spt = standard deviation for proficiency assessment
NNH4













A1N 19.27 19.26 19.41 B2N 77.51 79.62 76.00 N3N 49.39 51.10 50.30
D 0.153 3.612 0.803
0.3×spt 0.407 1.724 1.231
D <0.3 × spt?  Yes D <0.3 × spt?  No1) D <0.3 × spt?  Yes
pH













A1H 6.535 6.535 6.545 B2H 8.004 8.001 7.985 N3H 7.552 7.482 7.507
D 0.010 0.015 0.025
0.3×spt 0.03 0.03 0.03
D <0.3 × spt?  Yes D <0.3 × spt?  Yes D <0.3 × spt?  Yes
PPO4













A1P 7.61 7.40 6.89 B2P 17.15 14.46 16.98 N3P 18.00 17.63 18.03
D 0.512 2.520 0.403
0.3×spt 0.114 0.398 0.428
D <0.3 × spt?  No D <0.3 × spt?  No D <0.3 × spt?  Yes
1) The difference is within the analytic error
Conclusion: The criterion for stability was mainly fulfilled. For NNH4 the noticed variation of
results was within the analytical error. Thus the samples could mainly be regarded
as stable. The exception to this was PPO4, for which decreased concentration was
noticed if the temperature of sample B2P increased.
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: Feedback from the proficiency testAPPENDIX 5
FEEDBACK FROM THE PARTICIPANTS
Participant Comments on technical execution Action / Proftest
14 Sample B2N had leaked a bit. The provider will be more carefully in
preparation of samples.15, 24 Sample B2H had leaked a bit.
17 Participant didn’t measure the temperature of the
sample intended for temperature control. Participant
wished that the control sample should be placed in the
top of the sample box.
In the cover letter of samples is given
instructions for the temperature
measurements. The participant should
follow up the instructions of the provider.
22 Extra samples were erroneously delivered to participant. The provider will be more carefully in
delivery of samples.
27 The participant wished test for alkalinity from the
brackish water sample.
The provider will considered the addition
of a new test item.
FEEDBACK TO THE PARTICIPANTS
Participant Comments
3 The participant (accredited) did not report the used methods for some test items (Ntot, PPO4)
The participant should follow up the instructions of the provider.
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: Evaluation of the assigned values and their uncertaintiesAPPENDIX 6
Measurand Sample Unit Assigned value Upt Upt, % Evaluation method of assigned value upt/spt
Alkalinity, tot A1A mmol/l 0.167 0.000 0.2 Calculated value 0.03
N3A mmol/l 0.519 0.009 1.8 Robust mean 0.2
Conductivity 25 A1J mS/m 7.49 0.07 1.0 Robust mean 0.2
B2H mS/m 949 7 0.7 Robust mean 0.1
N3H mS/m 11.0 0.1 0.7 Robust mean 0.1
N-NH4 A1N µg/l 18.1 0.1 0.5 Calculated value 0.03
B2N µg/l 76.6 2.5 3.2 Robust mean 0.2
N3N µg/l 54.7 2.3 4.2 Robust mean 0.3
N-NO2+NO3 A1N µg/l 226 1 0.6 Calculated value 0.06
B2N µg/l 190 5 2.6 Robust mean 0.3
N3N µg/l 420 10 2.4 Robust mean 0.2
Ntot A1N µg/l 342 1 0.4 Calculated value 0.04
B2N µg/l 520 17 3.2 Robust mean 0.3
N3N µg/l 853 18 2.1 Robust mean 0.2
pH A1H 6.54 0.03 0.4 Robust mean 0.13
B2H 7.97 0.03 0.4 Robust mean 0.2
N3H 7.49 0.04 0.6 Robust mean 0.2
P-PO4 A1P µg/l 7.62 0.02 0.3 Calculated value 0.03
B2P µg/l 17.7 0.7 3.8 Robust mean 0.3
N3P µg/l 19.0 1.1 5.8 Robust mean 0.4
P-PO4-diss B4P µg/l 17.4 0.7 4.3 Robust mean 0.3
N5P µg/l 16.7 0.8 4.9 Mean 0.3
Ptot A1P µg/l 7.62 0.02 0.3 Calculated value 0.03
B2P µg/l 24.9 1.2 4.7 Robust mean 0.3
N3P µg/l 30.8 0.9 3.0 Robust mean 0.3
Ptot-diss B4P µg/l 22.5 1.4 6.4 Robust mean 0.4
N5P µg/l 25.3 1.5 5.9 Robust mean 0.4
Upt = Expanded uncertainty of the assigned value
Criterion for reliability of the assigned value upt/spt < 0.3, where
spt= target value of the standard deviation for proficiency assessment
upt= standard uncertainty of the assigned value
If upt/spt < 0.3, the assigned value is reliable and the z scores are qualified.
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: Terms in the results tablesAPPENDIX 7
Results of each participant
Measurand The tested parameter
Sample The code of the sample
z score Calculated as follows:
z = (xi - xpt)/spt, where
xi = the result of the individual participant
xpt = the assigned value
spt = the target value of the standard deviation for proficiency
assessment
Assigned value The reference value
2 × spt % The target value of total standard deviation for proficiency assessment
(spt) at the 95 % confidence level




SD% Standard deviation, %
n (stat) Number of results in statistical processing
Summary on the z scores
S – satisfactory ( -2 £ z £ 2)
Q – questionable ( 2< z < 3), positive error, the result deviates more than 2 × spt from the assigned value
q – questionable ( -3 < z < -2), negative error, the result deviates more than 2 × spt from the assigned value
U – unsatisfactory (z ≥ 3), positive error, the result deviates more than 3 × spt from the assigned value
u – unsatisfactory (z ≤ -3), negative error, the result deviates more than 3 × spt from the assigned value
Robust analysis
The items of data are sorted into increasing order, x1, x2, xi,…,xp.
Initial values for x* and s* are calculated as:
x*  = median of xi (i = 1, 2, ....,p)
s*  = 1,483 × median of ׀xi – x*׀ (i = 1, 2, ....,p)
The mean x* and s* are updated as follows:
Calculate  φ = 1.5 × s*. A new value is then calculated for each result xi (i = 1, 2 …p):
{ x* - φ, if xi  < x*  - φ
xi* = { x* + φ,  if xi > x*  + φ,
{ xi otherwise
The new values of x* and s* are calculated from:
The robust estimates x* and s* can be derived by an iterative calculation, i.e. by updating the values of x*
and s* several times, until the process convergences [2].
pxx i /
** å=
å --= *** )1/()(134.1 2 pxxs i
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: Results of each participantAPPENDIX 8
Participant 1
Measurand Unit Sample z score Assigned value 2×spt % Participant's result Md Mean SD SD% n (stat)
Alkalinity, tot mmol/l A1A 0.80 0.167 7,5 0.172 0.171 0.176 0.015 8.6 20
mmol/l N3A 0.41 0.519 7,5 0.527 0.515 0.518 0.016 3.0 21
Conductivity 25 mS/m A1J 0.05 7.49 5 7.50 7.47 7.48 0.13 1.7 23
mS/m B2H 0.25 949 5 955 948 949 13 1.4 22
mS/m N3H 0.00 11.0 5 11.0 11.0 11.0 0.1 1.1 22
N-NH4 µg/l A1N 0.15 18.1 15 18.3 19.4 19.3 1.2 6.1 22
µg/l B2N -0.78 76.6 15 72.1 75.9 75.6 4.4 5.8 23
µg/l N3N 1.10 54.7 15 59.2 54.0 54.7 3.9 7.1 23
N-NO2+NO3 µg/l A1N -0.44 226 10 221 225 222 20 8.9 24
µg/l B2N -0.11 190 10 189 192 189 9 4.5 23
µg/l N3N -0.52 420 10 409 423 420 21 5.0 24
Ntot µg/l A1N -1.29 342 10 320 334 333 11 3.2 20
µg/l B2N -0.77 520 10 500 512 515 26 5.0 24
µg/l N3N -0.16 853 10 846 855 850 35 4.1 21
pH A1H 0.10 6.54 3,1 6.55 6.54 6.53 0.06 0.9 28
B2H -0.30 7.97 2,5 7.94 7.96 7.96 0.08 0.9 27
N3H -0.10 7.49 2,7 7.48 7.46 7.49 0.09 1.2 25
P-PO4 µg/l A1P -1.55 7.62 10 7.03 7.30 7.40 0.90 12.1 21
µg/l B2P 0.53 17.7 15 18.4 17.9 17.7 1.2 6.6 21
µg/l N3P -0.35 19.0 15 18.5 19.2 18.9 2.2 11.6 21
P-PO4-diss µg/l B4P 0.77 17.4 15 18.4 17.5 17.4 1.2 6.7 17
µg/l N5P 0.72 16.7 15 17.6 16.9 16.7 1.5 8.8 13
Ptot µg/l A1P -0.63 7.62 10 7.38 7.89 7.88 0.66 8.4 20
µg/l B2P -0.32 24.9 15 24.3 25.1 25.1 2.9 11.8 23
µg/l N3P 1.17 30.8 10 32.6 30.2 30.8 1.7 5.4 21
Ptot-diss µg/l B4P 0.00 22.5 15 22.5 22.7 22.6 2.6 11.6 16
µg/l N5P -0.26 25.3 15 24.8 25.0 25.1 2.0 8.0 15
Participant 2
Measurand Unit Sample z score Assigned value 2×spt % Participant's result Md Mean SD SD% n (stat)
Alkalinity, tot mmol/l A1A -0.96 0.167 7,5 0.161 0.171 0.176 0.015 8.6 20
mmol/l N3A -1.44 0.519 7,5 0.491 0.515 0.518 0.016 3.0 21
Conductivity 25 mS/m A1J -1.23 7.49 5 7.26 7.47 7.48 0.13 1.7 23
mS/m N3H -1.82 11.0 5 10.5 11.0 11.0 0.1 1.1 22
N-NH4 µg/l A1N 1.40 18.1 15 20.0 19.4 19.3 1.2 6.1 22
µg/l B2N 0.37 76.6 15 78.7 75.9 75.6 4.4 5.8 23
µg/l N3N 0.76 54.7 15 57.8 54.0 54.7 3.9 7.1 23
N-NO2+NO3 µg/l A1N -1.15 226 10 213 225 222 20 8.9 24
µg/l B2N 1.16 190 10 201 192 189 9 4.5 23
µg/l N3N 0.05 420 10 421 423 420 21 5.0 24
pH A1H 0.10 6.54 3,1 6.55 6.54 6.53 0.06 0.9 28
B2H -0.50 7.97 2,5 7.92 7.96 7.96 0.08 0.9 27




26    Proftest SYKE NW 03/16
Participant 3
Measurand Unit Sample z score Assigned value 2×spt % Participant's result Md Mean SD SD% n (stat)
N-NH4 µg/l A1N 0.93 18.1 15 19.4 19.4 19.3 1.2 6.1 22
µg/l B2N -0.06 76.6 15 76.3 75.9 75.6 4.4 5.8 23
µg/l N3N -0.31 54.7 15 53.4 54.0 54.7 3.9 7.1 23
N-NO2+NO3 µg/l A1N -0.75 226 10 218 225 222 20 8.9 24
µg/l B2N 0.24 190 10 192 192 189 9 4.5 23
µg/l N3N -0.64 420 10 406 423 420 21 5.0 24
Ntot µg/l A1N -0.54 342 10 333 334 333 11 3.2 20
µg/l B2N 0.22 520 10 526 512 515 26 5.0 24
µg/l N3N 0.06 853 10 855 855 850 35 4.1 21
pH A1H -1.38 6.54 3,1 6.40 6.54 6.53 0.06 0.9 28
B2H -1.88 7.97 2,5 7.78 7.96 7.96 0.08 0.9 27
N3H -1.38 7.49 2,7 7.35 7.46 7.49 0.09 1.2 25
P-PO4 µg/l A1P -2.13 7.62 10 6.81 7.30 7.40 0.90 12.1 21
µg/l B2P -0.50 17.7 15 17.0 17.9 17.7 1.2 6.6 21
µg/l N3P -4.20 19.0 15 13.0 19.2 18.9 2.2 11.6 21
P-PO4-diss µg/l B4P -0.04 17.4 15 17.4 17.5 17.4 1.2 6.7 17
µg/l N5P -2.95 16.7 15 13.0 16.9 16.7 1.5 8.8 13
Ptot µg/l A1P 2.76 7.62 10 8.67 7.89 7.88 0.66 8.4 20
µg/l B2P 2.92 24.9 15 30.4 25.1 25.1 2.9 11.8 23
µg/l N3P 1.92 30.8 10 33.8 30.2 30.8 1.7 5.4 21
Ptot-diss µg/l B4P 3.92 22.5 15 29.1 22.7 22.6 2.6 11.6 16
µg/l N5P 4.30 25.3 15 33.5 25.0 25.1 2.0 8.0 15
Participant 4
Measurand Unit Sample z score Assigned value 2×spt % Participant's result Md Mean SD SD% n (stat)
Alkalinity, tot mmol/l A1A 0.64 0.167 7,5 0.171 0.171 0.176 0.015 8.6 20
mmol/l N3A 0.21 0.519 7,5 0.523 0.515 0.518 0.016 3.0 21
Conductivity 25 mS/m A1J -0.48 7.49 5 7.40 7.47 7.48 0.13 1.7 23
mS/m B2H -0.27 949 5 943 948 949 13 1.4 22
mS/m N3H -0.36 11.0 5 10.9 11.0 11.0 0.1 1.1 22
N-NH4 µg/l A1N 0.85 18.1 15 19.3 19.4 19.3 1.2 6.1 22
µg/l B2N 0.43 76.6 15 79.1 75.9 75.6 4.4 5.8 23
µg/l N3N 1.06 54.7 15 59.0 54.0 54.7 3.9 7.1 23
N-NO2+NO3 µg/l A1N 0.91 226 10 236 225 222 20 8.9 24
µg/l B2N 0.36 190 10 193 192 189 9 4.5 23
µg/l N3N 0.61 420 10 433 423 420 21 5.0 24
Ntot µg/l A1N -0.83 342 10 328 334 333 11 3.2 20
µg/l B2N -0.43 520 10 509 512 515 26 5.0 24
µg/l N3N -0.56 853 10 829 855 850 35 4.1 21
pH A1H 0.39 6.54 3,1 6.58 6.54 6.53 0.06 0.9 28
B2H -0.30 7.97 2,5 7.94 7.96 7.96 0.08 0.9 27
N3H -0.40 7.49 2,7 7.45 7.46 7.49 0.09 1.2 25
P-PO4 µg/l A1P -4.96 7.62 10 5.73 7.30 7.40 0.90 12.1 21
µg/l B2P -0.83 17.7 15 16.6 17.9 17.7 1.2 6.6 21
µg/l N3P -1.26 19.0 15 17.2 19.2 18.9 2.2 11.6 21
P-PO4-diss µg/l B4P -1.18 17.4 15 15.9 17.5 17.4 1.2 6.7 17
µg/l N5P -0.60 16.7 15 16.0 16.9 16.7 1.5 8.8 13
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Participant 4
Measurand Unit Sample z score Assigned value 2×spt % Participant's result Md Mean SD SD% n (stat)
µg/l B2P -0.43 24.9 15 24.1 25.1 25.1 2.9 11.8 23
µg/l N3P -0.95 30.8 10 29.3 30.2 30.8 1.7 5.4 21
Ptot-diss µg/l B4P -0.83 22.5 15 21.1 22.7 22.6 2.6 11.6 16
µg/l N5P -0.71 25.3 15 24.0 25.0 25.1 2.0 8.0 15
Participant 5
Measurand Unit Sample z score Assigned value 2×spt % Participant's result Md Mean SD SD% n (stat)
Alkalinity, tot mmol/l A1A 1.92 0.167 7,5 0.179 0.171 0.176 0.015 8.6 20
mmol/l N3A 0.62 0.519 7,5 0.531 0.515 0.518 0.016 3.0 21
Conductivity 25 mS/m A1J 0.53 7.49 5 7.59 7.47 7.48 0.13 1.7 23
mS/m B2H -1.10 949 5 923 948 949 13 1.4 22
mS/m N3H 1.09 11.0 5 11.3 11.0 11.0 0.1 1.1 22
N-NH4 µg/l A1N 1.47 18.1 15 20.1 19.4 19.3 1.2 6.1 22
µg/l B2N -1.01 76.6 15 70.8 75.9 75.6 4.4 5.8 23
µg/l N3N -0.34 54.7 15 53.3 54.0 54.7 3.9 7.1 23
N-NO2+NO3 µg/l A1N 1.24 226 10 240 225 222 20 8.9 24
µg/l B2N 0.84 190 10 198 192 189 9 4.5 23
µg/l N3N 1.38 420 10 449 423 420 21 5.0 24
Ntot µg/l A1N -0.06 342 10 341 334 333 11 3.2 20
µg/l B2N 0.85 520 10 542 512 515 26 5.0 24
µg/l N3N 0.61 853 10 879 855 850 35 4.1 21
pH A1H 0.30 6.54 3,1 6.57 6.54 6.53 0.06 0.9 28
B2H 0.90 7.97 2,5 8.06 7.96 7.96 0.08 0.9 27
N3H 1.09 7.49 2,7 7.60 7.46 7.49 0.09 1.2 25
P-PO4 µg/l A1P 0.87 7.62 10 7.95 7.30 7.40 0.90 12.1 21
µg/l B2P 1.28 17.7 15 19.4 17.9 17.7 1.2 6.6 21
µg/l N3P 2.18 19.0 15 22.1 19.2 18.9 2.2 11.6 21
P-PO4-diss µg/l B4P 1.53 17.4 15 19.4 17.5 17.4 1.2 6.7 17
µg/l N5P 3.59 16.7 15 21.2 16.9 16.7 1.5 8.8 13
Ptot µg/l A1P 1.94 7.62 10 8.36 7.89 7.88 0.66 8.4 20
µg/l B2P 1.07 24.9 15 26.9 25.1 25.1 2.9 11.8 23
µg/l N3P 1.17 30.8 10 32.6 30.2 30.8 1.7 5.4 21
Ptot-diss µg/l B4P 0.83 22.5 15 23.9 22.7 22.6 2.6 11.6 16
µg/l N5P 1.48 25.3 15 28.1 25.0 25.1 2.0 8.0 15
Participant 6
Measurand Unit Sample z score Assigned value 2×spt % Participant's result Md Mean SD SD% n (stat)
Alkalinity, tot mmol/l A1A -0.32 0.167 7,5 0.165 0.171 0.176 0.015 8.6 20
mmol/l N3A -0.31 0.519 7,5 0.513 0.515 0.518 0.016 3.0 21
Conductivity 25 mS/m A1J -0.59 7.49 5 7.38 7.47 7.48 0.13 1.7 23
mS/m B2H 2.04 949 5 997 948 949 13 1.4 22
mS/m N3H -0.55 11.0 5 10.9 11.0 11.0 0.1 1.1 22
N-NH4 µg/l A1N 0.96 18.1 15 19.4 19.4 19.3 1.2 6.1 22
µg/l B2N -0.12 76.6 15 75.9 75.9 75.6 4.4 5.8 23
µg/l N3N -0.93 54.7 15 50.9 54.0 54.7 3.9 7.1 23
N-NO2+NO3 µg/l A1N -0.35 226 10 222 225 222 20 8.9 24
µg/l B2N 0.11 190 10 191 192 189 9 4.5 23
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Participant 6
Measurand Unit Sample z score Assigned value 2×spt % Participant's result Md Mean SD SD% n (stat)
Ntot µg/l A1N 0.29 342 10 347 334 333 11 3.2 20
µg/l B2N 0.46 520 10 532 512 515 26 5.0 24
µg/l N3N 0.35 853 10 868 855 850 35 4.1 21
pH A1H 0.00 6.54 3,1 6.54 6.54 6.53 0.06 0.9 28
B2H -0.20 7.97 2,5 7.95 7.96 7.96 0.08 0.9 27
N3H 0.30 7.49 2,7 7.52 7.46 7.49 0.09 1.2 25
P-PO4 µg/l A1P -1.63 7.62 10 7.00 7.30 7.40 0.90 12.1 21
µg/l B2P -0.83 17.7 15 16.6 17.9 17.7 1.2 6.6 21
µg/l N3P -0.84 19.0 15 17.8 19.2 18.9 2.2 11.6 21
P-PO4-diss µg/l B4P -0.08 17.4 15 17.3 17.5 17.4 1.2 6.7 17
µg/l N5P 0.96 16.7 15 17.9 16.9 16.7 1.5 8.8 13
Ptot µg/l A1P -0.58 7.62 10 7.40 7.89 7.88 0.66 8.4 20
µg/l B2P -1.29 24.9 15 22.5 25.1 25.1 2.9 11.8 23
µg/l N3P -1.30 30.8 10 28.8 30.2 30.8 1.7 5.4 21
Ptot-diss µg/l B4P -0.77 22.5 15 21.2 22.7 22.6 2.6 11.6 16
µg/l N5P 0.16 25.3 15 25.6 25.0 25.1 2.0 8.0 15
Participant 7
Measurand Unit Sample z score Assigned value 2×spt % Participant's result Md Mean SD SD% n (stat)
Alkalinity, tot mmol/l A1A -0.32 0.167 7,5 0.165 0.171 0.176 0.015 8.6 20
mmol/l N3A -1.18 0.519 7,5 0.496 0.515 0.518 0.016 3.0 21
Conductivity 25 mS/m A1J -0.86 7.49 5 7.33 7.47 7.48 0.13 1.7 23
mS/m B2H 0.08 949 5 951 948 949 13 1.4 22
mS/m N3H -0.62 11.0 5 10.8 11.0 11.0 0.1 1.1 22
N-NH4 µg/l A1N -0.52 18.1 15 17.4 19.4 19.3 1.2 6.1 22
µg/l B2N -1.88 76.6 15 65.8 75.9 75.6 4.4 5.8 23
µg/l N3N -1.54 54.7 15 48.4 54.0 54.7 3.9 7.1 23
N-NO2+NO3 µg/l A1N -0.09 226 10 225 225 222 20 8.9 24
µg/l B2N 1.37 190 10 203 192 189 9 4.5 23
µg/l N3N 0.86 420 10 438 423 420 21 5.0 24
Ntot µg/l A1N -0.29 342 10 337 334 333 11 3.2 20
µg/l B2N -0.65 520 10 503 512 515 26 5.0 24
µg/l N3N 0.40 853 10 870 855 850 35 4.1 21
pH A1H 0.30 6.54 3,1 6.57 6.54 6.53 0.06 0.9 28
B2H -0.40 7.97 2,5 7.93 7.96 7.96 0.08 0.9 27
N3H -0.40 7.49 2,7 7.45 7.46 7.49 0.09 1.2 25
P-PO4 µg/l A1P -0.31 7.62 10 7.50 7.30 7.40 0.90 12.1 21
µg/l B2P 0.38 17.7 15 18.2 17.9 17.7 1.2 6.6 21
µg/l N3P 1.40 19.0 15 21.0 19.2 18.9 2.2 11.6 21
P-PO4-diss µg/l B4P 0.69 17.4 15 18.3 17.5 17.4 1.2 6.7 17
µg/l N5P 1.76 16.7 15 18.9 16.9 16.7 1.5 8.8 13
Ptot µg/l A1P 2.05 7.62 10 8.40 7.89 7.88 0.66 8.4 20
µg/l B2P 1.07 24.9 15 26.9 25.1 25.1 2.9 11.8 23
µg/l N3P 0.58 30.8 10 31.7 30.2 30.8 1.7 5.4 21
Ptot-diss µg/l B4P 0.18 22.5 15 22.8 22.7 22.6 2.6 11.6 16
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Participant 8
Measurand Unit Sample z score Assigned value 2×spt % Participant's result Md Mean SD SD% n (stat)
Alkalinity, tot mmol/l A1A 5.27 0.167 7,5 0.200 0.171 0.176 0.015 8.6 20
mmol/l N3A 1.59 0.519 7,5 0.550 0.515 0.518 0.016 3.0 21
Conductivity 25 mS/m A1J -0.05 7.49 5 7.48 7.47 7.48 0.13 1.7 23
mS/m B2H 0.34 949 5 957 948 949 13 1.4 22
mS/m N3H 0.29 11.0 5 11.1 11.0 11.0 0.1 1.1 22
N-NH4 µg/l A1N 0.52 18.1 15 18.8 19.4 19.3 1.2 6.1 22
µg/l B2N -0.16 76.6 15 75.7 75.9 75.6 4.4 5.8 23
µg/l N3N 1.07 54.7 15 59.1 54.0 54.7 3.9 7.1 23
N-NO2+NO3 µg/l A1N -0.01 226 10 226 225 222 20 8.9 24
µg/l B2N 0.87 190 10 198 192 189 9 4.5 23
µg/l N3N 0.40 420 10 428 423 420 21 5.0 24
Ntot µg/l A1N -0.98 342 10 325 334 333 11 3.2 20
µg/l B2N 0.89 520 10 543 512 515 26 5.0 24
µg/l N3N 0.99 853 10 895 855 850 35 4.1 21
pH A1H 0.20 6.54 3,1 6.56 6.54 6.53 0.06 0.9 28
B2H 0.10 7.97 2,5 7.98 7.96 7.96 0.08 0.9 27
N3H -0.40 7.49 2,7 7.45 7.46 7.49 0.09 1.2 25
P-PO4 µg/l A1P -3.73 7.62 10 6.20 7.30 7.40 0.90 12.1 21
µg/l B2P -1.58 17.7 15 15.6 17.9 17.7 1.2 6.6 21
µg/l N3P -1.05 19.0 15 17.5 19.2 18.9 2.2 11.6 21
Ptot µg/l A1P -0.05 7.62 10 7.60 7.89 7.88 0.66 8.4 20
µg/l B2P -0.27 24.9 15 24.4 25.1 25.1 2.9 11.8 23
µg/l N3P 2.40 30.8 10 34.5 30.2 30.8 1.7 5.4 21
Participant 9
Measurand Unit Sample z score Assigned value 2×spt % Participant's result Md Mean SD SD% n (stat)
Alkalinity, tot mmol/l A1A 1.92 0.167 7,5 0.179 0.171 0.176 0.015 8.6 20
mmol/l N3A -0.41 0.519 7,5 0.511 0.515 0.518 0.016 3.0 21
Conductivity 25 mS/m B2H -0.08 949 5 947 948 949 13 1.4 22
N-NH4 µg/l B2N 3.20 76.6 15 95.0 75.9 75.6 4.4 5.8 23
µg/l N3N 0.32 54.7 15 56.0 54.0 54.7 3.9 7.1 23
N-NO2+NO3 µg/l B2N -0.32 190 10 187 192 189 9 4.5 23
µg/l N3N 0.38 420 10 428 423 420 21 5.0 24
Ntot µg/l B2N 0.23 520 10 526 512 515 26 5.0 24
µg/l N3N 0.73 853 10 884 855 850 35 4.1 21
pH B2H 0.40 7.97 2,5 8.01 7.96 7.96 0.08 0.9 27
Ptot µg/l B2P -0.80 24.9 15 23.4 25.1 25.1 2.9 11.8 23
µg/l N3P -0.39 30.8 10 30.2 30.2 30.8 1.7 5.4 21
Participant 10
Measurand Unit Sample z score Assigned value 2×spt % Participant's result Md Mean SD SD% n (stat)
Alkalinity, tot mmol/l A1A -0.48 0.167 7,5 0.164 0.171 0.176 0.015 8.6 20
mmol/l N3A -0.05 0.519 7,5 0.518 0.515 0.518 0.016 3.0 21
Conductivity 25 mS/m A1J -0.32 7.49 5 7.43 7.47 7.48 0.13 1.7 23
mS/m B2H 0.00 949 5 949 948 949 13 1.4 22
mS/m N3H 0.00 11.0 5 11.0 11.0 11.0 0.1 1.1 22
N-NH4 µg/l A1N 0.52 18.1 15 18.8 19.4 19.3 1.2 6.1 22
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Participant 10
Measurand Unit Sample z score Assigned value 2×spt % Participant's result Md Mean SD SD% n (stat)
µg/l N3N -1.24 54.7 15 49.6 54.0 54.7 3.9 7.1 23
N-NO2+NO3 µg/l A1N -1.77 226 10 206 225 222 20 8.9 24
µg/l B2N -2.21 190 10 169 192 189 9 4.5 23
µg/l N3N -1.48 420 10 389 423 420 21 5.0 24
Ntot µg/l A1N 1.11 342 10 361 334 333 11 3.2 20
µg/l B2N -0.15 520 10 516 512 515 26 5.0 24
µg/l N3N 0.42 853 10 871 855 850 35 4.1 21
pH A1H 0.15 6.54 3,1 6.56 6.54 6.53 0.06 0.9 28
B2H -0.15 7.97 2,5 7.96 7.96 7.96 0.08 0.9 27
N3H -0.35 7.49 2,7 7.46 7.46 7.49 0.09 1.2 25
P-PO4 µg/l A1P -1.65 7.62 10 6.99 7.30 7.40 0.90 12.1 21
µg/l B2P -0.15 17.7 15 17.5 17.9 17.7 1.2 6.6 21
µg/l N3P -0.63 19.0 15 18.1 19.2 18.9 2.2 11.6 21
P-PO4-diss µg/l B4P -0.69 17.4 15 16.5 17.5 17.4 1.2 6.7 17
µg/l N5P 0.72 16.7 15 17.6 16.9 16.7 1.5 8.8 13
Ptot µg/l A1P -1.42 7.62 10 7.08 7.89 7.88 0.66 8.4 20
µg/l B2P 0.32 24.9 15 25.5 25.1 25.1 2.9 11.8 23
µg/l N3P -0.78 30.8 10 29.6 30.2 30.8 1.7 5.4 21
Ptot-diss µg/l B4P -0.18 22.5 15 22.2 22.7 22.6 2.6 11.6 16
µg/l N5P -1.11 25.3 15 23.2 25.0 25.1 2.0 8.0 15
Participant 11
Measurand Unit Sample z score Assigned value 2×spt % Participant's result Md Mean SD SD% n (stat)
Alkalinity, tot mmol/l A1A 7.19 0.167 7,5 0.212 0.171 0.176 0.015 8.6 20
mmol/l N3A 0.72 0.519 7,5 0.533 0.515 0.518 0.016 3.0 21
Conductivity 25 mS/m A1J -0.59 7.49 5 7.38 7.47 7.48 0.13 1.7 23
mS/m N3H -0.36 11.0 5 10.9 11.0 11.0 0.1 1.1 22
N-NH4 µg/l A1N 1.18 18.1 15 19.7 19.4 19.3 1.2 6.1 22
µg/l N3N 1.37 54.7 15 60.3 54.0 54.7 3.9 7.1 23
N-NO2+NO3 µg/l A1N 0.18 226 10 228 225 222 20 8.9 24
µg/l N3N -2.43 420 10 369 423 420 21 5.0 24
pH A1H -0.99 6.54 3,1 6.44 6.54 6.53 0.06 0.9 28
N3H -0.49 7.49 2,7 7.44 7.46 7.49 0.09 1.2 25
Participant 12
Measurand Unit Sample z score Assigned value 2×spt % Participant's result Md Mean SD SD% n (stat)
Alkalinity, tot mmol/l A1A 1.28 0.167 7,5 0.175 0.171 0.176 0.015 8.6 20
mmol/l N3A -0.10 0.519 7,5 0.517 0.515 0.518 0.016 3.0 21
Conductivity 25 mS/m A1J -0.16 7.49 5 7.46 7.47 7.48 0.13 1.7 23
mS/m B2H -0.67 949 5 933 948 949 13 1.4 22
mS/m N3H -0.11 11.0 5 11.0 11.0 11.0 0.1 1.1 22
N-NH4 µg/l A1N -0.29 18.1 15 17.7 19.4 19.3 1.2 6.1 22
µg/l B2N -1.78 76.6 15 66.4 75.9 75.6 4.4 5.8 23
µg/l N3N -1.54 54.7 15 48.4 54.0 54.7 3.9 7.1 23
N-NO2+NO3 µg/l A1N 0.27 226 10 229 225 222 20 8.9 24
µg/l B2N 0.95 190 10 199 192 189 9 4.5 23
µg/l N3N 0.14 420 10 423 423 420 21 5.0 24
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Participant 12
Measurand Unit Sample z score Assigned value 2×spt % Participant's result Md Mean SD SD% n (stat)
µg/l B2N -1.81 520 10 473 512 515 26 5.0 24
µg/l N3N -0.26 853 10 842 855 850 35 4.1 21
pH A1H -0.10 6.54 3,1 6.53 6.54 6.53 0.06 0.9 28
B2H 0.20 7.97 2,5 7.99 7.96 7.96 0.08 0.9 27
N3H 1.58 7.49 2,7 7.65 7.46 7.49 0.09 1.2 25
P-PO4 µg/l A1P 5.98 7.62 10 9.90 7.30 7.40 0.90 12.1 21
µg/l B2P -1.28 17.7 15 16.0 17.9 17.7 1.2 6.6 21
µg/l N3P -1.96 19.0 15 16.2 19.2 18.9 2.2 11.6 21
P-PO4-diss µg/l B4P -0.46 17.4 15 16.8 17.5 17.4 1.2 6.7 17
µg/l N5P -0.88 16.7 15 15.6 16.9 16.7 1.5 8.8 13
Ptot µg/l A1P 4.67 7.62 10 9.40 7.89 7.88 0.66 8.4 20
µg/l B2P -3.53 24.9 15 18.3 25.1 25.1 2.9 11.8 23
µg/l N3P -1.43 30.8 10 28.6 30.2 30.8 1.7 5.4 21
Ptot-diss µg/l B4P -2.73 22.5 15 17.9 22.7 22.6 2.6 11.6 16
µg/l N5P -1.79 25.3 15 21.9 25.0 25.1 2.0 8.0 15
Participant 13
Measurand Unit Sample z score Assigned value 2×spt % Participant's result Md Mean SD SD% n (stat)
Conductivity 25 mS/m A1J 2.88 7.49 5 8.03 7.47 7.48 0.13 1.7 23
mS/m B2H 0.84 949 5 969 948 949 13 1.4 22
N-NH4 µg/l A1N -4.35 18.1 15 12.2 19.4 19.3 1.2 6.1 22
µg/l B2N -0.89 76.6 15 71.5 75.9 75.6 4.4 5.8 23
N-NO2+NO3 µg/l A1N -0.27 226 10 223 225 222 20 8.9 24
µg/l B2N -0.11 190 10 189 192 189 9 4.5 23
Ntot µg/l A1N -0.53 342 10 333 334 333 11 3.2 20
µg/l B2N 1.08 520 10 548 512 515 26 5.0 24
pH A1H -0.20 6.54 3,1 6.52 6.54 6.53 0.06 0.9 28
B2H -0.20 7.97 2,5 7.95 7.96 7.96 0.08 0.9 27
Ptot µg/l A1P -5.30 7.62 10 5.60 7.89 7.88 0.66 8.4 20
µg/l B2P -1.23 24.9 15 22.6 25.1 25.1 2.9 11.8 23
Participant 14
Measurand Unit Sample z score Assigned value 2×spt % Participant's result Md Mean SD SD% n (stat)
Alkalinity, tot mmol/l A1A 4.95 0.167 7,5 0.198 0.171 0.176 0.015 8.6 20
mmol/l N3A 0.31 0.519 7,5 0.525 0.515 0.518 0.016 3.0 21
Conductivity 25 mS/m A1J 1.12 7.49 5 7.70 7.47 7.48 0.13 1.7 23
mS/m B2H -0.04 949 5 948 948 949 13 1.4 22
mS/m N3H 0.73 11.0 5 11.2 11.0 11.0 0.1 1.1 22
N-NH4 µg/l A1N 0.52 18.1 15 18.8 19.4 19.3 1.2 6.1 22
µg/l B2N 0.21 76.6 15 77.8 75.9 75.6 4.4 5.8 23
µg/l N3N -0.83 54.7 15 51.3 54.0 54.7 3.9 7.1 23
N-NO2+NO3 µg/l A1N -0.35 226 10 222 225 222 20 8.9 24
µg/l B2N 0.21 190 10 192 192 189 9 4.5 23
µg/l N3N 0.14 420 10 423 423 420 21 5.0 24
Ntot µg/l A1N -0.64 342 10 331 334 333 11 3.2 20
µg/l B2N -0.58 520 10 505 512 515 26 5.0 24
µg/l N3N 0.16 853 10 860 855 850 35 4.1 21
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Participant 14
Measurand Unit Sample z score Assigned value 2×spt % Participant's result Md Mean SD SD% n (stat)
B2H 0.60 7.97 2,5 8.03 7.96 7.96 0.08 0.9 27
N3H 1.19 7.49 2,7 7.61 7.46 7.49 0.09 1.2 25
P-PO4 µg/l A1P -0.58 7.62 10 7.40 7.30 7.40 0.90 12.1 21
µg/l B2P 0.23 17.7 15 18.0 17.9 17.7 1.2 6.6 21
µg/l N3P 0.14 19.0 15 19.2 19.2 18.9 2.2 11.6 21
P-PO4-diss µg/l B4P -1.23 17.4 15 15.8 17.5 17.4 1.2 6.7 17
µg/l N5P -0.08 16.7 15 16.6 16.9 16.7 1.5 8.8 13
Ptot µg/l A1P 0.24 7.62 10 7.71 7.89 7.88 0.66 8.4 20
µg/l B2P 0.32 24.9 15 25.5 25.1 25.1 2.9 11.8 23
µg/l N3P 0.52 30.8 10 31.6 30.2 30.8 1.7 5.4 21
Ptot-diss µg/l B4P -0.89 22.5 15 21.0 22.7 22.6 2.6 11.6 16
µg/l N5P -0.47 25.3 15 24.4 25.0 25.1 2.0 8.0 15
Participant 15
Measurand Unit Sample z score Assigned value 2×spt % Participant's result Md Mean SD SD% n (stat)
Conductivity 25 mS/m A1J 8.06 7.49 5 9.00 7.47 7.48 0.13 1.7 23
mS/m B2H -39.83 949 5 4 948 949 13 1.4 22
mS/m N3H 11.02 11.0 5 14.0 11.0 11.0 0.1 1.1 22
N-NH4 µg/l A1N -13.33 18.1 15 0.0 19.4 19.3 1.2 6.1 22
µg/l B2N -10.55 76.6 15 16.0 75.9 75.6 4.4 5.8 23
µg/l N3N -4.07 54.7 15 38.0 54.0 54.7 3.9 7.1 23
N-NO2+NO3 µg/l A1N -18.50 226 10 17 225 222 20 8.9 24
µg/l B2N -16.11 190 10 37 192 189 9 4.5 23
µg/l N3N -18.05 420 10 41 423 420 21 5.0 24
pH A1H -1.38 6.54 3,1 6.40 6.54 6.53 0.06 0.9 28
B2H -1.41 7.97 2,5 7.83 7.96 7.96 0.08 0.9 27
N3H -1.09 7.49 2,7 7.38 7.46 7.49 0.09 1.2 25
P-PO4 µg/l A1P -6.88 7.62 10 5.00 7.30 7.40 0.90 12.1 21
µg/l B2P -2.79 17.7 15 14.0 17.9 17.7 1.2 6.6 21
µg/l N3P 1.40 19.0 15 21.0 19.2 18.9 2.2 11.6 21
P-PO4-diss µg/l B4P -1.84 17.4 15 15.0 17.5 17.4 1.2 6.7 17
µg/l N5P 5.83 16.7 15 24.0 16.9 16.7 1.5 8.8 13
Participant 16
Measurand Unit Sample z score Assigned value 2×spt % Participant's result Md Mean SD SD% n (stat)
Alkalinity, tot mmol/l A1A 5.27 0.167 7,5 0.200 0.171 0.176 0.015 8.6 20
mmol/l N3A 1.59 0.519 7,5 0.550 0.515 0.518 0.016 3.0 21
Conductivity 25 mS/m A1J -0.16 7.49 5 7.46 7.47 7.48 0.13 1.7 23
mS/m N3H 0.51 11.0 5 11.1 11.0 11.0 0.1 1.1 22
N-NH4 µg/l A1N 5.82 18.1 15 26.0 19.4 19.3 1.2 6.1 22
µg/l N3N 6.90 54.7 15 83.0 54.0 54.7 3.9 7.1 23
pH A1H 0.69 6.54 3,1 6.61 6.54 6.53 0.06 0.9 28
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Participant 17
Measurand Unit Sample z score Assigned value 2×spt % Participant's result Md Mean SD SD% n (stat)
Ntot µg/l A1N -1.75 342 10 312 334 333 11 3.2 20
µg/l B2N -1.23 520 10 488 512 515 26 5.0 24
µg/l N3N -1.57 853 10 786 855 850 35 4.1 21
Participant 18
Measurand Unit Sample z score Assigned value 2×spt % Participant's result Md Mean SD SD% n (stat)
Alkalinity, tot mmol/l A1A 3.19 0.167 7,5 0.187 0.171 0.176 0.015 8.6 20
mmol/l N3A 2.67 0.519 7,5 0.571 0.515 0.518 0.016 3.0 21
P-PO4 µg/l A1P -0.21 7.62 10 7.54 7.30 7.40 0.90 12.1 21
µg/l N3P 0.91 19.0 15 20.3 19.2 18.9 2.2 11.6 21
Ptot µg/l A1P 1.47 7.62 10 8.18 7.89 7.88 0.66 8.4 20
µg/l N3P 0.32 30.8 10 31.3 30.2 30.8 1.7 5.4 21
Participant 19
Measurand Unit Sample z score Assigned value 2×spt % Participant's result Md Mean SD SD% n (stat)
Conductivity 25 mS/m A1J 0.21 7.49 5 7.53 7.47 7.48 0.13 1.7 23
mS/m B2H 0.13 949 5 952 948 949 13 1.4 22
mS/m N3H 0.36 11.0 5 11.1 11.0 11.0 0.1 1.1 22
N-NH4 µg/l A1N 1.62 18.1 15 20.3 19.4 19.3 1.2 6.1 22
µg/l B2N 0.24 76.6 15 78.0 75.9 75.6 4.4 5.8 23
µg/l N3N 0.90 54.7 15 58.4 54.0 54.7 3.9 7.1 23
N-NO2+NO3 µg/l A1N 0.00 226 10 226 225 222 20 8.9 24
µg/l B2N 0.32 190 10 193 192 189 9 4.5 23
µg/l N3N -0.19 420 10 416 423 420 21 5.0 24
Ntot µg/l A1N -0.47 342 10 334 334 333 11 3.2 20
µg/l B2N -1.00 520 10 494 512 515 26 5.0 24
µg/l N3N -0.56 853 10 829 855 850 35 4.1 21
pH A1H 0.00 6.54 3,1 6.54 6.54 6.53 0.06 0.9 28
B2H -0.30 7.97 2,5 7.94 7.96 7.96 0.08 0.9 27
N3H 0.20 7.49 2,7 7.51 7.46 7.49 0.09 1.2 25
P-PO4 µg/l A1P -1.05 7.62 10 7.22 7.30 7.40 0.90 12.1 21
µg/l B2P 0.38 17.7 15 18.2 17.9 17.7 1.2 6.6 21
µg/l N3P -0.98 19.0 15 17.6 19.2 18.9 2.2 11.6 21
P-PO4-diss µg/l B4P 0.31 17.4 15 17.8 17.5 17.4 1.2 6.7 17
µg/l N5P 0.16 16.7 15 16.9 16.9 16.7 1.5 8.8 13
Ptot µg/l A1P 2.57 7.62 10 8.60 7.89 7.88 0.66 8.4 20
µg/l B2P 0.48 24.9 15 25.8 25.1 25.1 2.9 11.8 23
µg/l N3P -1.17 30.8 10 29.0 30.2 30.8 1.7 5.4 21
Ptot-diss µg/l B4P 1.13 22.5 15 24.4 22.7 22.6 2.6 11.6 16
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Participant 20
Measurand Unit Sample z score Assigned value 2×spt % Participant's result Md Mean SD SD% n (stat)
Conductivity 25 mS/m A1J -0.21 7.49 5 7.45 7.47 7.48 0.13 1.7 23
mS/m B2H 0.38 949 5 958 948 949 13 1.4 22
mS/m N3H 0.00 11.0 5 11.0 11.0 11.0 0.1 1.1 22
pH A1H 0.89 6.54 3,1 6.63 6.54 6.53 0.06 0.9 28
B2H -0.80 7.97 2,5 7.89 7.96 7.96 0.08 0.9 27
N3H 2.37 7.49 2,7 7.73 7.46 7.49 0.09 1.2 25
Participant 21
Measurand Unit Sample z score Assigned value 2×spt % Participant's result Md Mean SD SD% n (stat)
Alkalinity, tot mmol/l A1A -0.32 0.167 7,5 0.165 0.171 0.176 0.015 8.6 20
mmol/l N3A -0.31 0.519 7,5 0.513 0.515 0.518 0.016 3.0 21
Conductivity 25 mS/m A1J 0.96 7.49 5 7.67 7.47 7.48 0.13 1.7 23
mS/m B2H -0.35 949 5 941 948 949 13 1.4 22
mS/m N3H 0.40 11.0 5 11.1 11.0 11.0 0.1 1.1 22
N-NH4 µg/l A1N 0.96 18.1 15 19.4 19.4 19.3 1.2 6.1 22
µg/l B2N 0.57 76.6 15 79.9 75.9 75.6 4.4 5.8 23
µg/l N3N -0.78 54.7 15 51.5 54.0 54.7 3.9 7.1 23
N-NO2+NO3 µg/l A1N 1.15 226 10 239 225 222 20 8.9 24
µg/l B2N 3.37 190 10 222 192 189 9 4.5 23
µg/l N3N 0.38 420 10 428 423 420 21 5.0 24
Ntot µg/l A1N -0.15 342 10 340 334 333 11 3.2 20
µg/l B2N 6.43 520 10 687 512 515 26 5.0 24
µg/l N3N -1.69 853 10 781 855 850 35 4.1 21
pH A1H -0.39 6.54 3,1 6.50 6.54 6.53 0.06 0.9 28
B2H 1.30 7.97 2,5 8.10 7.96 7.96 0.08 0.9 27
N3H 0.10 7.49 2,7 7.50 7.46 7.49 0.09 1.2 25
P-PO4 µg/l A1P 0.60 7.62 10 7.85 7.30 7.40 0.90 12.1 21
µg/l B2P 0.60 17.7 15 18.5 17.9 17.7 1.2 6.6 21
µg/l N3P 0.28 19.0 15 19.4 19.2 18.9 2.2 11.6 21
P-PO4-diss µg/l B4P 0.84 17.4 15 18.5 17.5 17.4 1.2 6.7 17
µg/l N5P 0.16 16.7 15 16.9 16.9 16.7 1.5 8.8 13
Ptot µg/l A1P 0.08 7.62 10 7.65 7.89 7.88 0.66 8.4 20
µg/l B2P 1.34 24.9 15 27.4 25.1 25.1 2.9 11.8 23
µg/l N3P -0.39 30.8 10 30.2 30.2 30.8 1.7 5.4 21
Ptot-diss µg/l B4P 0.30 22.5 15 23.0 22.7 22.6 2.6 11.6 16
µg/l N5P -1.11 25.3 15 23.2 25.0 25.1 2.0 8.0 15
Participant 22
Measurand Unit Sample z score Assigned value 2×spt % Participant's result Md Mean SD SD% n (stat)
N-NH4 µg/l A1N -0.77 18.1 15 17.1 19.4 19.3 1.2 6.1 22
µg/l B2N -0.18 76.6 15 75.6 75.9 75.6 4.4 5.8 23
N-NO2+NO3 µg/l A1N -0.39 226 10 222 225 222 20 8.9 24
µg/l B2N -0.29 190 10 187 192 189 9 4.5 23
Ntot µg/l A1N -0.37 342 10 336 334 333 11 3.2 20
µg/l B2N -0.72 520 10 501 512 515 26 5.0 24
pH A1H -0.20 6.54 3,1 6.52 6.54 6.53 0.06 0.9 28
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Participant 22
Measurand Unit Sample z score Assigned value 2×spt % Participant's result Md Mean SD SD% n (stat)
P-PO4 µg/l A1P -0.24 7.62 10 7.53 7.30 7.40 0.90 12.1 21
µg/l B2P 0.35 17.7 15 18.2 17.9 17.7 1.2 6.6 21
P-PO4-diss µg/l B4P 0.55 17.4 15 18.1 17.5 17.4 1.2 6.7 17
Ptot µg/l A1P 1.42 7.62 10 8.16 7.89 7.88 0.66 8.4 20
µg/l B2P 0.14 24.9 15 25.2 25.1 25.1 2.9 11.8 23
Ptot-diss µg/l B4P 1.39 22.5 15 24.9 22.7 22.6 2.6 11.6 16
Participant 23
Measurand Unit Sample z score Assigned value 2×spt % Participant's result Md Mean SD SD% n (stat)
Conductivity 25 mS/m A1J 10.20 7.49 5 9.40 7.47 7.48 0.13 1.7 23
mS/m B2H -0.63 949 5 934 948 949 13 1.4 22
N-NH4 µg/l A1N 1.88 18.1 15 20.7 19.4 19.3 1.2 6.1 22
µg/l B2N -0.20 76.6 15 75.5 75.9 75.6 4.4 5.8 23
N-NO2+NO3 µg/l A1N 0.35 226 10 230 225 222 20 8.9 24
µg/l B2N 0.43 190 10 194 192 189 9 4.5 23
Ntot µg/l A1N -1.42 342 10 318 334 333 11 3.2 20
µg/l B2N -1.09 520 10 492 512 515 26 5.0 24
pH A1H -0.69 6.54 3,1 6.47 6.54 6.53 0.06 0.9 28
B2H 0.10 7.97 2,5 7.98 7.96 7.96 0.08 0.9 27
P-PO4 µg/l A1P -2.68 7.62 10 6.60 7.30 7.40 0.90 12.1 21
µg/l B2P -1.18 17.7 15 16.1 17.9 17.7 1.2 6.6 21
Ptot µg/l A1P 7.62 10 7.89 7.88 0.66 8.4 20
µg/l B2P 8.94 24.9 15 41.6 25.1 25.1 2.9 11.8 23
Participant 24
Measurand Unit Sample z score Assigned value 2×spt % Participant's result Md Mean SD SD% n (stat)
Conductivity 25 mS/m A1J 0.07 7.49 5 7.50 7.47 7.48 0.13 1.7 23
mS/m B2H 1.49 949 5 984 948 949 13 1.4 22
mS/m N3H 2.55 11.0 5 11.7 11.0 11.0 0.1 1.1 22
Ntot µg/l A1N 2.05 342 10 377 334 333 11 3.2 20
µg/l B2N 3.58 520 10 613 512 515 26 5.0 24
µg/l N3N 0.05 853 10 855 855 850 35 4.1 21
pH A1H -0.10 6.54 3,1 6.53 6.54 6.53 0.06 0.9 28
B2H 0.30 7.97 2,5 8.00 7.96 7.96 0.08 0.9 27
N3H 1.09 7.49 2,7 7.60 7.46 7.49 0.09 1.2 25
Ptot µg/l A1P -1.63 7.62 10 7.00 7.89 7.88 0.66 8.4 20
µg/l B2P -1.02 24.9 15 23.0 25.1 25.1 2.9 11.8 23
µg/l N3P -0.52 30.8 10 30.0 30.2 30.8 1.7 5.4 21
Participant 25
Measurand Unit Sample z score Assigned value 2×spt % Participant's result Md Mean SD SD% n (stat)
Alkalinity, tot mmol/l A1A 0.48 0.167 7,5 0.170 0.171 0.176 0.015 8.6 20
mmol/l N3A 0.57 0.519 7,5 0.530 0.515 0.518 0.016 3.0 21
Conductivity 25 mS/m A1J -1.01 7.49 5 7.30 7.47 7.48 0.13 1.7 23
mS/m B2H -0.38 949 5 940 948 949 13 1.4 22
mS/m N3H 0.00 11.0 5 11.0 11.0 11.0 0.1 1.1 22
N-NH4 µg/l A1N 2.14 18.1 15 21.0 19.4 19.3 1.2 6.1 22
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Participant 25
Measurand Unit Sample z score Assigned value 2×spt % Participant's result Md Mean SD SD% n (stat)
µg/l N3N -0.17 54.7 15 54.0 54.0 54.7 3.9 7.1 23
N-NO2+NO3 µg/l A1N -0.97 226 10 215 225 222 20 8.9 24
µg/l B2N -0.95 190 10 181 192 189 9 4.5 23
µg/l N3N -1.00 420 10 399 423 420 21 5.0 24
Ntot µg/l A1N -4.04 342 10 273 334 333 11 3.2 20
µg/l B2N 0.31 520 10 528 512 515 26 5.0 24
µg/l N3N 0.49 853 10 874 855 850 35 4.1 21
pH A1H 0.59 6.54 3,1 6.60 6.54 6.53 0.06 0.9 28
B2H 0.30 7.97 2,5 8.00 7.96 7.96 0.08 0.9 27
N3H 0.10 7.49 2,7 7.50 7.46 7.49 0.09 1.2 25
P-PO4 µg/l A1P -1.63 7.62 10 7.00 7.30 7.40 0.90 12.1 21
µg/l B2P -0.53 17.7 15 17.0 17.9 17.7 1.2 6.6 21
µg/l N3P -1.40 19.0 15 17.0 19.2 18.9 2.2 11.6 21
Ptot µg/l A1P -5.56 7.62 10 5.50 7.89 7.88 0.66 8.4 20
µg/l B2P 4.34 24.9 15 33.0 25.1 25.1 2.9 11.8 23
µg/l N3P -0.84 30.8 10 29.5 30.2 30.8 1.7 5.4 21
Participant 26
Measurand Unit Sample z score Assigned value 2×spt % Participant's result Md Mean SD SD% n (stat)
Alkalinity, tot mmol/l A1A -0.16 0.167 7,5 0.166 0.171 0.176 0.015 8.6 20
mmol/l N3A -0.31 0.519 7,5 0.513 0.515 0.518 0.016 3.0 21
Conductivity 25 mS/m A1J 0.21 7.49 5 7.53 7.47 7.48 0.13 1.7 23
mS/m B2H -0.30 949 5 942 948 949 13 1.4 22
mS/m N3H 0.11 11.0 5 11.0 11.0 11.0 0.1 1.1 22
N-NH4 µg/l A1N 1.25 18.1 15 19.8 19.4 19.3 1.2 6.1 22
µg/l B2N 0.80 76.6 15 81.2 75.9 75.6 4.4 5.8 23
µg/l N3N 0.61 54.7 15 57.2 54.0 54.7 3.9 7.1 23
N-NO2+NO3 µg/l A1N -1.59 226 10 208 225 222 20 8.9 24
µg/l B2N -1.37 190 10 177 192 189 9 4.5 23
µg/l N3N 0.29 420 10 426 423 420 21 5.0 24
Ntot µg/l A1N -0.35 342 10 336 334 333 11 3.2 20
µg/l B2N 0.62 520 10 536 512 515 26 5.0 24
µg/l N3N 0.94 853 10 893 855 850 35 4.1 21
pH A1H -0.30 6.54 3,1 6.51 6.54 6.53 0.06 0.9 28
B2H 0.90 7.97 2,5 8.06 7.96 7.96 0.08 0.9 27
N3H 0.40 7.49 2,7 7.53 7.46 7.49 0.09 1.2 25
P-PO4 µg/l A1P 3.99 7.62 10 9.14 7.30 7.40 0.90 12.1 21
µg/l B2P 1.88 17.7 15 20.2 17.9 17.7 1.2 6.6 21
µg/l N3P 2.74 19.0 15 22.9 19.2 18.9 2.2 11.6 21
P-PO4-diss µg/l B4P -0.31 17.4 15 17.0 17.5 17.4 1.2 6.7 17
µg/l N5P -0.40 16.7 15 16.2 16.9 16.7 1.5 8.8 13
Ptot µg/l A1P 0.87 7.62 10 7.95 7.89 7.88 0.66 8.4 20
µg/l B2P 1.02 24.9 15 26.8 25.1 25.1 2.9 11.8 23
µg/l N3P 1.17 30.8 10 32.6 30.2 30.8 1.7 5.4 21
Ptot-diss µg/l B4P 0.30 22.5 15 23.0 22.7 22.6 2.6 11.6 16
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Participant 27
Measurand Unit Sample z score Assigned value 2×spt % Participant's result Md Mean SD SD% n (stat)
Alkalinity, tot mmol/l N3A -0.48 0.519 7,5 0.510 0.515 0.518 0.016 3.0 21
Conductivity 25 mS/m B2H -0.17 949 5 945 948 949 13 1.4 22
mS/m N3H -0.07 11.0 5 11.0 11.0 11.0 0.1 1.1 22
N-NH4 µg/l N3N -0.17 54.7 15 54.0 54.0 54.7 3.9 7.1 23
N-NO2+NO3 µg/l B2N 0.21 190 10 192 192 189 9 4.5 23
µg/l N3N 0.38 420 10 428 423 420 21 5.0 24
Ntot µg/l B2N 1.15 520 10 550 512 515 26 5.0 24
µg/l N3N -0.47 853 10 833 855 850 35 4.1 21
pH B2H 1.10 7.97 2,5 8.08 7.96 7.96 0.08 0.9 27
N3H 0.10 7.49 2,7 7.50 7.46 7.49 0.09 1.2 25
P-PO4 µg/l B2P 0.23 17.7 15 18.0 17.9 17.7 1.2 6.6 21
µg/l N3P 0.70 19.0 15 20.0 19.2 18.9 2.2 11.6 21
Ptot µg/l B2P 0.05 24.9 15 25.0 25.1 25.1 2.9 11.8 23
µg/l N3P -0.52 30.8 10 30.0 30.2 30.8 1.7 5.4 21
Participant 28
Measurand Unit Sample z score Assigned value 2×spt % Participant's result Md Mean SD SD% n (stat)
Alkalinity, tot mmol/l A1A -1.13 0.167 7,5 0.160 0.171 0.176 0.015 8.6 20
mmol/l N3A -0.98 0.519 7,5 0.500 0.515 0.518 0.016 3.0 21
Conductivity 25 mS/m A1J 0.34 7.49 5 7.55 7.47 7.48 0.13 1.7 23
mS/m B2H 0.26 949 5 955 948 949 13 1.4 22
mS/m N3H 0.47 11.0 5 11.1 11.0 11.0 0.1 1.1 22
N-NH4 µg/l A1N 1.75 18.1 15 20.5 19.4 19.3 1.2 6.1 22
µg/l B2N -0.17 76.6 15 75.6 75.9 75.6 4.4 5.8 23
µg/l N3N 0.37 54.7 15 56.2 54.0 54.7 3.9 7.1 23
N-NO2+NO3 µg/l A1N -0.07 226 10 225 225 222 20 8.9 24
µg/l B2N -1.41 190 10 177 192 189 9 4.5 23
µg/l N3N -0.98 420 10 399 423 420 21 5.0 24
Ntot µg/l A1N -0.79 342 10 328 334 333 11 3.2 20
µg/l B2N -2.19 520 10 463 512 515 26 5.0 24
µg/l N3N -1.70 853 10 781 855 850 35 4.1 21
pH A1H 0.26 6.54 3,1 6.57 6.54 6.53 0.06 0.9 28
B2H -0.05 7.97 2,5 7.97 7.96 7.96 0.08 0.9 27
N3H -0.27 7.49 2,7 7.46 7.46 7.49 0.09 1.2 25
P-PO4 µg/l A1P -0.07 7.62 10 7.60 7.30 7.40 0.90 12.1 21
µg/l B2P 0.13 17.7 15 17.9 17.9 17.7 1.2 6.6 21
µg/l N3P 0.22 19.0 15 19.3 19.2 18.9 2.2 11.6 21
P-PO4-diss µg/l B4P 0.20 17.4 15 17.7 17.5 17.4 1.2 6.7 17
µg/l N5P -0.40 16.7 15 16.2 16.9 16.7 1.5 8.8 13
Ptot µg/l A1P 1.62 7.62 10 8.24 7.89 7.88 0.66 8.4 20
µg/l B2P 0.09 24.9 15 25.1 25.1 25.1 2.9 11.8 23
µg/l N3P 0.52 30.8 10 31.6 30.2 30.8 1.7 5.4 21
Ptot-diss µg/l B4P 1.41 22.5 15 24.9 22.7 22.6 2.6 11.6 16
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Participant 29
Measurand Unit Sample z score Assigned value 2×spt % Participant's result Md Mean SD SD% n (stat)
Alkalinity, tot mmol/l A1A 0.16 0.167 7,5 0.168 0.171 0.176 0.015 8.6 20
mmol/l N3A -0.41 0.519 7,5 0.511 0.515 0.518 0.016 3.0 21
Conductivity 25 mS/m A1J -0.32 7.49 5 7.43 7.47 7.48 0.13 1.7 23
mS/m B2H 0.55 949 5 962 948 949 13 1.4 22
mS/m N3H 0.00 11.0 5 11.0 11.0 11.0 0.1 1.1 22
N-NH4 µg/l A1N 0.15 18.1 15 18.3 19.4 19.3 1.2 6.1 22
µg/l B2N 0.05 76.6 15 76.9 75.9 75.6 4.4 5.8 23
µg/l N3N -1.24 54.7 15 49.6 54.0 54.7 3.9 7.1 23
N-NO2+NO3 µg/l A1N -0.09 226 10 225 225 222 20 8.9 24
µg/l B2N -0.42 190 10 186 192 189 9 4.5 23
µg/l N3N -0.62 420 10 407 423 420 21 5.0 24
Ntot µg/l A1N -0.94 342 10 326 334 333 11 3.2 20
µg/l B2N -0.96 520 10 495 512 515 26 5.0 24
µg/l N3N -0.40 853 10 836 855 850 35 4.1 21
pH A1H -0.10 6.54 3,1 6.53 6.54 6.53 0.06 0.9 28
B2H -1.61 7.97 2,5 7.81 7.96 7.96 0.08 0.9 27
N3H -0.40 7.49 2,7 7.45 7.46 7.49 0.09 1.2 25
P-PO4 µg/l A1P -1.15 7.62 10 7.18 7.30 7.40 0.90 12.1 21
µg/l B2P -0.38 17.7 15 17.2 17.9 17.7 1.2 6.6 21
µg/l N3P 0.00 19.0 15 19.0 19.2 18.9 2.2 11.6 21
P-PO4-diss µg/l B4P 0.08 17.4 15 17.5 17.5 17.4 1.2 6.7 17
µg/l N5P 1.20 16.7 15 18.2 16.9 16.7 1.5 8.8 13
Ptot µg/l A1P 0.55 7.62 10 7.83 7.89 7.88 0.66 8.4 20
µg/l B2P -1.50 24.9 15 22.1 25.1 25.1 2.9 11.8 23
µg/l N3P -0.78 30.8 10 29.6 30.2 30.8 1.7 5.4 21
Ptot-diss µg/l B4P -1.60 22.5 15 19.8 22.7 22.6 2.6 11.6 16
µg/l N5P 0.42 25.3 15 26.1 25.0 25.1 2.0 8.0 15
Participant 30
Measurand Unit Sample z score Assigned value 2×spt % Participant's result Md Mean SD SD% n (stat)
Alkalinity, tot mmol/l N3A -6.42 0.519 7,5 0.394 0.515 0.518 0.016 3.0 21
N-NH4 µg/l A1N 7.88 18.1 15 28.8 19.4 19.3 1.2 6.1 22
µg/l B2N 0.05 76.6 15 76.9 75.9 75.6 4.4 5.8 23
µg/l N3N 0.76 54.7 15 57.8 54.0 54.7 3.9 7.1 23
N-NO2+NO3 µg/l A1N -7.47 226 10 142 225 222 20 8.9 24
µg/l B2N 4.67 190 10 234 192 189 9 4.5 23
µg/l N3N -0.92 420 10 401 423 420 21 5.0 24
pH A1H -0.20 6.54 3,1 6.52 6.54 6.53 0.06 0.9 28
B2H -0.20 7.97 2,5 7.95 7.96 7.96 0.08 0.9 27
N3H -0.69 7.49 2,7 7.42 7.46 7.49 0.09 1.2 25
P-PO4 µg/l A1P -0.84 7.62 10 7.30 7.30 7.40 0.90 12.1 21
µg/l B2P -0.23 17.7 15 17.4 17.9 17.7 1.2 6.6 21
µg/l N3P 0.21 19.0 15 19.3 19.2 18.9 2.2 11.6 21
Ptot µg/l A1P -0.84 7.62 10 7.30 7.89 7.88 0.66 8.4 20
µg/l B2P -1.29 24.9 15 22.5 25.1 25.1 2.9 11.8 23
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Participant 31
Measurand Unit Sample z score Assigned value 2×spt % Participant's result Md Mean SD SD% n (stat)
Alkalinity, tot mmol/l A1A 0.64 0.167 7,5 0.171 0.171 0.176 0.015 8.6 20
mmol/l N3A -0.67 0.519 7,5 0.506 0.515 0.518 0.016 3.0 21
Conductivity 25 mS/m A1J 0.11 7.49 5 7.51 7.47 7.48 0.13 1.7 23
mS/m B2H -0.51 949 5 937 948 949 13 1.4 22
mS/m N3H 0.73 11.0 5 11.2 11.0 11.0 0.1 1.1 22
N-NH4 µg/l A1N 2.50 18.1 15 21.5 19.4 19.3 1.2 6.1 22
µg/l B2N 1.18 76.6 15 83.4 75.9 75.6 4.4 5.8 23
µg/l N3N 1.12 54.7 15 59.3 54.0 54.7 3.9 7.1 23
N-NO2+NO3 µg/l A1N 0.53 226 10 232 225 222 20 8.9 24
µg/l B2N -1.05 190 10 180 192 189 9 4.5 23
µg/l N3N 1.90 420 10 460 423 420 21 5.0 24
Ntot µg/l A1N -0.47 342 10 334 334 333 11 3.2 20
µg/l B2N 1.50 520 10 559 512 515 26 5.0 24
µg/l N3N 0.87 853 10 890 855 850 35 4.1 21
pH A1H 0.30 6.54 3,1 6.57 6.54 6.53 0.06 0.9 28
B2H -0.50 7.97 2,5 7.92 7.96 7.96 0.08 0.9 27
N3H -0.49 7.49 2,7 7.44 7.46 7.49 0.09 1.2 25
P-PO4 µg/l A1P 0.92 7.62 10 7.97 7.30 7.40 0.90 12.1 21
µg/l B2P 1.28 17.7 15 19.4 17.9 17.7 1.2 6.6 21
µg/l N3P 1.26 19.0 15 20.8 19.2 18.9 2.2 11.6 21
P-PO4-diss µg/l B4P 1.07 17.4 15 18.8 17.5 17.4 1.2 6.7 17
µg/l N5P 5.83 16.7 15 24.0 16.9 16.7 1.5 8.8 13
Ptot µg/l A1P 1.26 7.62 10 8.10 7.89 7.88 0.66 8.4 20
µg/l B2P 0.70 24.9 15 26.2 25.1 25.1 2.9 11.8 23
µg/l N3P -0.13 30.8 10 30.6 30.2 30.8 1.7 5.4 21
Ptot-diss µg/l B4P -1.66 22.5 15 19.7 22.7 22.6 2.6 11.6 16
µg/l N5P 2.27 25.3 15 29.6 25.0 25.1 2.0 8.0 15
Participant 32
Measurand Unit Sample z score Assigned value 2×spt % Participant's result Md Mean SD SD% n (stat)
Conductivity 25 mS/m A1J 1.66 7.49 5 7.80 7.47 7.48 0.13 1.7 23
N-NO2+NO3 µg/l A1N -7.17 226 10 145 225 222 20 8.9 24
µg/l N3N 0.48 420 10 430 423 420 21 5.0 24
pH A1H -1.48 6.54 3,1 6.39 6.54 6.53 0.06 0.9 28
Participant 33
Measurand Unit Sample z score Assigned value 2×spt % Participant's result Md Mean SD SD% n (stat)
N-NH4 µg/l A1N -0.07 18.1 15 18.0 19.4 19.3 1.2 6.1 22
µg/l N3N -0.29 54.7 15 53.5 54.0 54.7 3.9 7.1 23
N-NO2+NO3 µg/l A1N 2.04 226 10 249 225 222 20 8.9 24
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: Results of participants and their uncertaintiesAPPENDIX 9
In figures:
· The dashed lines describe the standard deviation for the proficiency assessment, the red solid
line shows the assigned value, the shaded area describes the expanded measurement uncertainty
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: Summary of the z scoresAPPENDIX 10
Measurand Sample 1 2 3 4 5 6 7 8 9 10 11 12 13 14 15 16 17 18 19 20 21 22 23 %
Alkalinity, tot A1A S S . S S S S U S S U S . U . U . U . . S . . 75.0
N3A S S . S S S S S S S S S . S . S . Q . . S . . 90.9
Conductivity 25 A1J S S . S S S S S . S S S Q S U S . . S S S . U 88.0
B2H S . . S S Q S S S S . S S S u . . . S S S . S 91.3
N3H S S . S S S S S . S S S . S U S . . S S S . . 91.3
N-NH4 A1N S S S S S S S S . S S S u S u U . . S . S S S 76.9
B2N S S S S S S S S U S . S S S u . . . S . S S S 87.5
N3N S S S S S S S S S S S S . S u U . . S . S . . 92.0
N-NO2+NO3 A1N S S S S S S S S . S S S S S u . . . S . S S S 84.6
B2N S S S S S S S S S q . S S S u . . . S . U S S 84.0
N3N S S S S S S S S S S q S . S u . . . S . S . . 92.0
Ntot A1N S . S S S S S S . S . S S S . . S . S . S S S 90.9
B2N S . S S S S S S S S . S S S . . S . S . U S S 87.5
N3N S . S S S S S S S S . S . S . . S . S . S . . 100
pH A1H S S S S S S S S . S S S S S S S . . S S S S S 100
B2H S S S S S S S S S S . S S S S . . . S S S S S 100
N3H S S S S S S S S . S S S . S S S . . S Q S . . 96.0
P-PO4 A1P S . q u S S S u . S . U . S u . . S S . S S q 68.2
B2P S . S S S S S S . S . S . S q . . . S . S S S 95.5
N3P S . u S Q S S S . S . S . S S . . S S . S . . 85.7
P-PO4-diss B4P S . S S S S S . . S . S . S S . . . S . S S . 100
N5P S . q S U S S . . S . S . S U . . . S . S . . 75.0
Ptot A1P S . Q q S S Q S . S . U u S . . . S Q . S S . 68.2
B2P S . Q S S S S S S S . u S S . . . . S . S S U 83.3
N3P S . S S S S S Q S S . S . S . . . S S . S . . 90.9
Ptot-diss B4P S . U S S S S . . S . q . S . . . . S . S S . 87.5
N5P S . U S S S S . . S . S . S . . . . S . S . . 86.7
% 100 100 68 93 93 96 96 87 92 96 80 85 75 96 29 63 100 67 96 83 93 100 77
accredited 27 13 22 27 27 27 27 23 12 27 6 27 27 8 25 6 27 11
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Measurand Sample 24 25 26 27 28 29 30 31 32 33 34 35 36 37 38 39 40 41 42 43 44 45 46 %
Alkalinity, tot A1A . S S . S S . S . . . . . . . . . . . . . . . 75.0
N3A . S S S S S u S . . . . . . . . . . . . . . . 90.9
Conductivity 25 A1J S S S . S S . S S . . . . . . . . . . . . . . 88.0
B2H S S S S S S . S . . . . . . . . . . . . . . . 91.3
N3H Q S S S S S . S . . . . . . . . . . . . . . . 91.3
N-NH4 A1N . Q S . S S U Q . S . . . . . . . . . . . . . 76.9
B2N . Q S . S S S S . . . . . . . . . . . . . . . 87.5
N3N . S S S S S S S . S . . . . . . . . . . . . . 92.0
N-NO2+NO3 A1N . S S . S S u S u Q . . . . . . . . . . . . . 84.6
B2N . S S S S S U S . . . . . . . . . . . . . . . 84.0
N3N . S S S S S S S S S . . . . . . . . . . . . . 92.0
Ntot A1N Q u S . S S . S . . . . . . . . . . . . . . . 90.9
B2N U S S S q S . S . . . . . . . . . . . . . . . 87.5
N3N S S S S S S . S . . . . . . . . . . . . . . . 100
pH A1H S S S . S S S S S . . . . . . . . . . . . . . 100
B2H S S S S S S S S . . . . . . . . . . . . . . . 100
N3H S S S S S S S S . . . . . . . . . . . . . . . 96.0
P-PO4 A1P . S U . S S S S . . . . . . . . . . . . . . . 68.2
B2P . S S S S S S S . . . . . . . . . . . . . . . 95.5
N3P . S Q S S S S S . . . . . . . . . . . . . . . 85.7
P-PO4-diss B4P . . S . S S . S . . . . . . . . . . . . . . . 100
N5P . . S . S S . U . . . . . . . . . . . . . . . 75.0
Ptot A1P S u S . S S S S . . . . . . . . . . . . . . . 68.2
B2P S U S S S S S S . . . . . . . . . . . . . . . 83.3
N3P S S S S S S u S . . . . . . . . . . . . . . . 90.9
Ptot-diss B4P . . S . S S . S . . . . . . . . . . . . . . . 87.5
N5P . . S . S S . Q . . . . . . . . . . . . . . . 86.7
% 75 78 93 100 96 100 69 89 75 75
accredited 16 27 14 27 25 27 3 4
S - satisfactory (-2 < z < 2), Q - questionable (2 < z < 3), q - questionable (-3 < z < -2),
U - unsatisfactory (z > 3), and u - unsatisfactory (z < -3), respectively
bold - accredited, italics - non-accredited, normal - other
% - percentage of satisfactory results
Totally satisfactory, % in all:  88         % in accredited:  91        % in non-accredited:  70
APPENDIX 11 (1/9)
52    Proftest SYKE NW 03/16
: z scores in ascending orderAPPENDIX 11
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: Results grouped according to the methodsAPPENDIX 12
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: Significant differences in the results reported using differentAPPENDIX 13
methods
Boxplot figures: In the box the upper and lower limit included 50 % of the results. The dashed
vertical line in the middle of the box is the median of the results. The vertical lines above and
under the box describe the limits of 80 % of the results. The black dots describe the highest and
smallest results within the center 90 % of the results.
Method n Mean (µg/l) SD (µg/l)
Method 28: EN ISO 15681 (Automatic (CFA, FIA)
ammonium molybdate method)
10 17.8 2.4
Meth d 29: the withdrawn Finnish standard method
3025
6 20.4 1.4
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: Examples of measurement uncertainties reported by theAPPENDIX 14
participants
In figures, the presented expanded measurement uncertainties are grouped according to the
method  of  estimation  at  95  %  confidence  level  (k=2). The expanded uncertainties were
estimated mainly by using the internal quality control (IQC) data. The used procedures in
figures  below  are  grouped  according  to  e.g.  using  or  not  using  the  MUkit  software  for
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IQC data and the results
obtained in proficiency tests,
no MUkit software.
Data obtained from method
validation, no MUkit software.


















































Interlaboratory Proficiency  
Test 03/2016 
Alkalinity, pH, nutrients and conductivity in natural 
waters
Mirja Leivuori, Riitta Koivikko, Teemu Näykki, 
Keijo Tervonen, Sari Lanteri, Ritva Väisänen 
and Markku Ilmakunnas
REPORTS OF THE FINNISH ENVIRONMENT 
INSTITUTE 18| 2016
SYKE
